NASA Technical Paper 3475

Analysis of Fluctuating Static Pressure
Measurements in the National Transonic
Facility

William B. Igoe
Langley Research Center « Hampton, Virginia

National Aeronautics and Space Administration
Langley Research Center ® Hampton, Virginia 23681-0001

March 1996



Available electronically at the following URL address: http://techreports.larc.nasa.gov/ltrs/ltrs.html

Printed copies available from the following:

NASA Center for AeroSpace Information National Technical Information Service (NTIS)
800 Elkridge Landing Road 5285 Port Royal Road
Linthicum Heights, MD 21090-2934 Springfield, VA 22161-2171

(301) 621-0390 (703) 487-4650



Contents

SYMbDO0IS . .. v
SUMIMIATY . L . ottt ettt e e e e e e e e 1
L INtrodUCHION . .. e e 1
1.1. Background . . ... ..o 1
1.2. Dynamic Measurements in NTF .. ... ... . . o 3...
2. TeSt APParatus . . . ..o o 4
2.1. Benefits of Cryogenic CoNCEPL . . ... e 4.
2.2. Description Of NTF . .. ... e 4
2.3.Instrumentation. . . . . .. .. e 5
2.3.1. Pressure Transducer Characteristics . ............ ... ... ... ... ... ... .u. 5....
2.3.2. Pressure Transducer Calibration . ........... ... 5...
2.3.2.1. Static calibration . . . ... ... 5
2.3.2.2. Dynamic check-calibration . .. .......... .. .. .. 5...
2.3.2.3. ResONANt freQUENCY . . . . . ettt e e e 5..
2.3.3. Pressure Transducer Installation . . .......... .. . . et e G6...
2.3.4.Signal Conditioners . . ... .. . . . e 6
2.3.5. Dynamic Data ACQUISItION. . . . .. e e 7.
2.3.6. NTF Steady-State Data System . . . ... i i i i e e et ias 7 ....
2.4, Data ACCUIACY . . vttt et e e e e e e e . 7
2.4.1. Free-Stream Parameters. . . .. ... e 7..
2.4.2. Fluctuating StatiC Pressure. . . ... ..t 8.
2.4.3. Statistical Reliability . .. ....... ... e 9
2.4.4. Data Repeatability . . ... ... e 9
3. Test CoNditions. . . . . ... 9
3.1. Static Pressure Gradient. . . ...ttt e e 9
3.2, AIr MOOE TSI, . ottt e 10
3.3 NItrogen Mode TeStS . . ..ottt e 10
4. Discussion Of ReSUIS . . .. .. ... 11
4.1. Effectof Hot Walland Cold Wall . . ... ... . e aas 12.
4.2. Effect of Fixing Boundary Layer Transitionon 0dne .. ..., 12
4.3. Comparison of Air and Gaseous Nitrogen Results .. ....... ... .. ... .. . . . .. 13
4.4, Effect of Fan Drive Power Variation at Constant Mach Number and Reynolds Number. . . . .. 14
4.5. Variation of Fluctuating Pressure Coefficient With Reynolds Number . .................. 14

4.5.1. Effect of Constant Stagnation Pressure, Stagnation Temperature, or Fan Drive Power . ... 14
4.5.2. Effect of Reynolds Number in Air

4.6. Variation of Fluctuating Pressure Coefficient With Mach Number
4.6.1. Effect of Mach Number at Constant Reynolds Number and Fan Drive Power. .......... 14

4.6.2. Nitrogen Mode Performance Envelope Results. . .. ......... .. .. i 15

4.6.3. Air Mode Performance Envelope Results . .. ... . 16
4.6.3.1. Effect of test section slotcovers .. .......... i 16. ...
4.6.3.2. Effect of downstream choke . ....... ... ... . . .. .. 17.....
4.6.3.3. Effect of fan speed or inlet guide vane variation for velocity change. .............. 17
4.6.3.4. Comparison with otherwind tunnels. . . .. ... ... .. . . . . L 18



4.7. Effect of Test Section Geometry Variables . . . .............. ... ... .. .. ... .... 18. ...

4.8. Effect of Liquid Nitrogen Injection . . .. ... e 19

4.9. Fluctuating Pressure Coefficient in Settling Chamber. . . ........ ... ... ... .. ... . ...

4.10. Fluctuating Pressure Coefficient in High-Speed Diffuser . . ..........................

4.11. Fluctuating Pressure Coefficientin Plenum. . ............. ... ... ... ... ...... 21. ..

4.12. Convection VEIOCILIES . . .. .o e 22
B, CONCIUSIONS . . .. 23
Appendix A—Detailed Description of NTF . . ... .. ... ... .. . . 25. ..
Appendix B—Longitudinal Static Pressure and Mach Number Gradients .. ...................
Appendix C—Accuracy of Test Section Pressure Gradients by Least-Squares Method. .........
Appendix D—Preliminary Test Results With Steady-State Calibration Probe

Installed in TeSt SECiON . . .. ... e 47
Appendix E—Estimation of Edge Tone Frequency in Free-Shear Layer . ....................

REfEIENCES . . . o 55



Symbols

Amax model maximum cross-sectional are3, ft

A, polynomial fit area, ft

Ay model cross-sectional are& ft

Ar test section throat cross-sectional aréa(66.77 f€ for NTF)

a slope of least-squares straight line

b intercept of least-squares straight IineF

Cy longitudinal buoyancy-force coefficiené,—g

c speed of sound, fps

c wing mean aerodynamic chord, ft

C stagnation speed of sound, fps

dq, dy cavity depth of outer and inner chambers, respectively, of dual Helmholtz resonator,
in., (fig. Al14)

e base of Naperian logarithms (2.71828. . .)

Fy longitudinal buoyancy force, |b

f frequency, Hz

fo calculated fundamental frequency of slotted wall-plenum resonance, Hz

fs characteristic slot frequency, Hz

g gravitational acceleration, ft/sec
h test section height at throat, ft (8.202 ft for NTF)
[ ith data point

J highest order exponent in polynomial fit to area distribution
] upper limit of summation for least-squares straight-line fit
kq model blockage area ratiép%(

ko wing area to test section area ra}&%,

k3 model length to test section heightTra#]io

L lip-to-wedge gap distance for edge tone geometry, in.

length of model, ft

M test section free-stream Mach numb\({er,

m stage number for edge tone frequencies

N amplification factor; logarithmic exponent of disturbance growth ratio

n exponent in polynomial fit to area distribution

OA, OA open area ratio of perforated liner for outer and inner chambers, respectively, of dual
Helmholtz resonator (fig. A14)

P static pressure measurement, psi (fig. C1)

P; static pressure measuremenitlatpoint, psi (fig. C1)
static pressure, psi

p; true static pressure ih point, psi
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Pmax maximum amplitude range of pressure sensor, psi

Pt free-stream stagnation pressure, psi

p root-mean-square value of fluctuating component of static pressure (with the mean
subtracted), psi

(Pl)? power spectral density function of the fluctuating static pressure coefficient, per Hz

q test section free-stream dynamic pressure, psf

Osc dynamic pressure in settling chamber, psf

R Reynolds number

Re Reynolds number based on wing mean aerodynamic chord

S model wing area; other reference area, ft

St Strouhal number

Taw adiabatic wall temperaturéf

T free-stream stagnation temperatufe,

Tw wall temperature’F

T free-stream static temperatufE,

Ue streamwise convection velocity, fps (appendix E)

Uc(X) measured overall streamwise convection velocity, fps

Vv free-stream velocity, fps

v volume, f¢

X longitudinal distance (positive downstream), ft

Oyf reentry flap angle (positive away from flow), deg

s lag factor in edge tone feedback emittance

A increment or change in a quantity or variable

Aa error in least-squares straight-line sl@gpe

o root sum squares &f, psi

o) deviation between measured presjrand least-squares straight-line fiitht point,
psi (fig. C1)

Omsw model support wall angle (positive away from flow), deg

& error in measured pressuPg psi

Btsw test section wall divergence angle (positive away from flow), deg

(0} phase angle, deg

Abbreviations:

AEDC Arnold Engineering and Development Center

BPF blade passage frequency

dia. diameter

DRA Defence Research Agency (formerly RAE)

ESP electronically scanned pressure

FM frequency modulation

freq. frequency

Vi



GN,
ID
IGV
IRIG
LaRC
LHS
LN,
max.
min.
NASA
NBS
NIST
NLR—HST
NTF
oD
RAE
re
RHS
rms
rss
TPT

gaseous nitrogen

inner diameter

inlet guide vane

Inter-Range Instrumentation Group

Langley Research Center

left-hand side

liquid nitrogen

maximum

minimum

National Aeronautics and Space Administration
National Bureau of Standards

National Institute of Standards and Technology (formerly NBS)
National Aerospace Laboratory—High-Speed Tunnel
National Transonic Facility

outer diameter

Royal Aerospace Establishment

with respect to

right-hand side

root mean square

root sum square

Transonic Pressure Tunnel
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Summary are minimized by support of the models from the rear by

. . . stings or blades; the interference can be removed more

Dynamic measurements of fluctuating static pressurecompletely by the use of magnetic suspension. To date,
levels were taken with flush-mounted, high-frequency he yniformity and steadiness of the flow has not been
response pressure transducers at 11 locations in the Cilsompletely resolved. Few wind tunnels, if any (espe-
cuit of the National Transonic Facility (NTF) across the cially transonic wind tunnels), can approach the

complete operating range of this wind tunnel. Measure-re|atively quiescent conditions of free air. Therefore,
ments were taken at test-section Mach numbers from 0.1ayamination of the disturbance levels of wind tunnels is

to 1.2, at pressures from 1 to 8.6 atm, and at temperaturegecessary to assess their capability to perform diverse
from ambient to-25C°F, which resulted in dynamic flow  asearch roles.

disturbance measurements at the highest Reynolds num-
bers available in a transonic ground test facility. Tests

were also made by independent variation of the Mach _ _ _
numben the Reyn0|ds number’ or the fan drive power The influence of flow disturbances such as VelOClty

while the other two parameters were held constant,fluctuation and noise on aerodynamic phenomena has
which for the first time resulted in a distinct separation of 1ong been widely recognized; in recent years, the

the effects of these three important parameters. dynamic flow quality of wind tunnels has received close
attention. Lately, efforts to develop natural laminar flow,

This report contains a description of the NTF and |aminar flow control airfoils, and other aerodynamic
emphasizes flow quality features; details of instrument syrfaces for use on commercial aircraft have increased

Calibration; results of measurements with the test Sectiorthe interest in the magnitude and the frequency character-
slots covered and the downstream choke; effects of liquidistics of flow disturbances in wind tunnels.

nitrogen injection and gaseous nitrogen venting; compar-

isons between air and nitrogen modes of operation; isola- [N the early 1900's, an example of the effect of
tion of the effects of Mach number, Reynolds number, dynamic flow quality on wind tunnel measurements by
and fan drive power; and identification of the sources of Prandtl (1914) involved the discrepancy in sphere drag
significant flow disturbances. The results indicate that data measured under comparable test conditions in the
primary sources of flow disturbance in the NTF may be Wind tunnels of Prandtl and Eiffel. Here of course, the
edge tones generated by test section sidewall reentrfliSCrepancy was resolved after recognition that higher
flaps and the venting of nitrogen gas from the return |egveIOC|ty turbu!e;nce levels in the Eiffel wind tunnel had
of the tunnel circuit between turns 3 and 4 in the cryo- caused transition of the sphere boundary layer farther
genic mode of operation. The tests to isolate the effects/PStream, which resulted in the sphere having more
of Mach number, Reynolds number, and fan drive poweresistance to flow separation and lower drag. An
indicate that Mach number effects predominate. A com-important byproduct of discovering the cause of the
parison with other transonic wind tunnels shows that theSphere drag discrepancy was that wind tunnel investiga-
NTF has low levels of test section fluctuating static pres- tors should proceed with caution when applying the
sure, especially in the high-subsonic Mach number rangeresults of measurements taken in turbulent wind tunnel

1.1. Background

of 0.710 0.9. airstreams to aircraft in nominally quiescent free air.
_ As used by Mabey (1976), the term wind tunnel
1. Introduction unsteadiness is a general one which refers to fluctuations

in velocity, pressure, and temperature. Timme (1973)
distinguished between acoustic (i.e., noise) disturbances,
which show wave forms with a phase velocity corre-
sponding to the speed of sound and turbulence, which
has stochastic fluctuations with a phase velocity that is
some fraction of the flow velocity. However, Timme
noted that the difference between the two may not always
be distinct. Figure 1, adapted from Mabey (1971), shows
many of the sources of flow unsteadiness identified by
Mabey in transonic wind tunnels.

A wind tunnel is primarily a means of creating a
flow over a model or body to determine the influence of
one on the other. With the exception of specialized wind
tunnels for the study of specific fluid dynamic problems,
the principal objective of the wind tunnel is to study the
flow about configurations while duplicating full-scale,
free-flight conditions to the fullest extent possible. Wind
tunnels such as the National Transonic Facility (NTF)
fulfill the full-scale condition by achieving full-scale
Reynolds numbers. In general, the free-flight condition is
addressed in a variety of ways. The interference created Although flow disturbances may have an effect on
by the test section walls is alleviated by wall ventilation all measurements taken in wind tunnels, the effects are
such as slots or perforations; adaptive walls are somemore pronounced in certain types of aerodynamic
times used in an attempt to remove the interference morgesearch. As indicated by Timme (1973) and Mabey
completely. The interferences created by model supportg1976), those research areas that can be most affected by



wind tunnel unsteadiness include boundary layer transi-processor, but even this amplitude threshold is not
tion from laminar to turbulent flow, turbulent boundary sufficiently sensitive for low-turbulence wind tunnel
layer development, shock-wave—boundary-layer interac-measurements.

tion, separated flows and wakes, flow reattachment, inlet

and control surface buzz, buffeting, and flutter. The length of the laminar boundary layer run before

the transition to turbulence occurs is considered a sensi-

In wind tunnels, fluctuations in velocity have been tive measure of flow quality. In a review of the influence
generally considered to have the greatest influence orpf flow disturbances, Michel (1988) has indicated that,
dynamic flow quality. Prandtl (1914) proposed that the although the boundary layer transition process is prima-
abrupt change with Reynolds number in the drag coeffi- rily sensitive to velocity fluctuations, aerodynamic sound
cient of a sphere be used to indicate a measure of théan control the transition process below a minimum
velocity fluctuations. However, as discussed by Dryden threshold value of approximately 0.2 percent. Dougherty
and Abbott (1948), spheres were not reliable indicators(1980) has used a cone having an included angle of
for low-turbulence wind tunnels at turbulence levels revolution of 10 to evaluate the relationship of boundary
below approximately 0.5 percent. Also, because of thelayer transition sensitivity and wind tunnel flow quality
effects of compressibility, Robinson (1937) showed that in a large number of wind tunnels. The Arnold Engineer-
spheres were not suitable for high-speed wind tunnels aing and Development Center (AEDC)°ltfansition cone
Mach numbers greater tharD.35. Because of these Wwas instrumented with a traversing surface probe to

limitations, the sphere drag test became less useful as €etect the location of transition and with surface-
turbulence indicator. mounted microphones or pressure transducers to measure

the fluctuating static pressure on the cone surface. This

As described by Dryden and Abbott (1948), the hot- cone has been used to determine the dynamic flow qual-
wire anemometer became the standard instrument for thety in 23 wind tunnels in both this country and Europe. In
measurement of velocity fluctuations. Kovasznay (1950, addition to wind tunnel tests, Dougherty and Fisher
1953) developed the application of hot-wire measure-(1980) describe flight tests of the cone on the nose of an
ment techniques for supersonic flow. Spangenbergr-15 fighter airplane. With so much test history in so
(1955) showed that typical hot-wire sensitivities were a many research environments, the cone has attained the
function of both Mach number and Knudsen number. status of a calibration standard. The° 1fbne tests
Morkovin (1956) improved and extended Kovasznay's provided a distinct opportunity to obtain dynamic flow
techniques, but the application for high-subsonic com- quality information in a large number of different test
pressible flow and transonic flow remained in question. facilities with identical hardware and instrumentation,
Horstman and Rose (1977) and Rose and McDaid (1976)yhich assured comparability of all measurements.
applied the supersonic flow hot-wire techniques to Unfortunately, the AEDC 10cone is not compatible
transonic flow with the assumption that the hot-wire with a cryogenic environment either in materials or in
sensitivities for velocity and for density changes were operational capability; thus, it could not be tested in the
equal. However, Stainback, Johnson, and Basnett (1983pitrogen mode of the NTF.
and Jones (1991) have shown that the velocity and o )
density sensitivities for hot-wires are not equal. A three- ~The initial analysis by Dougherty (1980) of the
wire technique of Stainback, Johnson, and Basnett and o¥ariation of the transition Reynolds number with the
Jones was developed to separate the effects of Vebcityrpeasured fluctuating static pressure coeff_|C|ent of the
density, and temperature changes but has not yefEDC 10" cone showed apparent correlation between
received universal acceptance. The velocity and densityfh® fluctuating pressure coefficient and the transition
fluctuations measured with this technique appear unusuReéynolds number based on either the beginning or the

ally large, and the reasons for these results have not bee@nd Of transition. However, the transition data show
determined. considerable scatter when data from one facility are

compared with that from another. Spangler and Wells
As shown by Meyers and Wilkinson (1982), laser (1968) have further shown that the effectiveness of sound
velocimeters have been used to measure velocity fluctuain promoting transition is highly dependent on the
tion and have indicated reasonable comparisons with hotfrequency of the excitation. The correlation between the
wire technique results for the streamwise component ofroot-mean-square (rms) noise level and the location of
velocity fluctuation. However, the high-speed burst transition is difficult because both the frequency
counter technique of Meyers and Wilkinson has a high- spectrum of the noise and the receptivity of the boundary
amplitude threshold of detection of approximately layer are involved. The apparent correlation by
0.5 percent. Meyers and Clemmons (1987) indicated thatDougherty of the data from the AEDC°1€bne has been
this threshold of detection can be lowered to approxi- challenged by an analysis of the data by Murthy and
mately 0.2 percent by using a frequency domain signalSteinle (1985, 1986) in which they attempted to account
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for the effects of Mach number in the correlation. They In addition to the fluctuations occurring in the free
concluded that there was no acceptable data correlatiostream, wall pressure measurements include contribu-
for the AEDC 10 cone between the transition Reynolds tions from disturbance levels generated within the turbu-
number and the fluctuating pressure coefficient, at leastlent boundary layer itself. Within the turbulent boundary
at low-noise levels. layer, interactions of the turbulence with the mean shear
and of the turbulence with itself occur. However, Mabey
The sensitivity of an initially laminar boundary layer (1971) has indicated that the latter contribution to wall
to flow disturbances which cause transition to turbulence pressure measurements represents only a small correc-
based on a comparison of the boundary layer transitiortion at high frequency and is frequently approximated as
locations calculated by theN method of the linear a constant as was shown by Lowson (1968).
compressible stability theory with those locations e 1 . .
actually measured in a wind tunnel has been used by Because of _th_e dlfflcultles assomatgd with other
Elsenaar (1990) as a measure of dynamic flow quality.means of determining wmq tunne] dynamic flow quality
The comparison yielded representatieactors which and the advantages associated with the wall measurement

are characteristic of the flow for specific configurations. of Iflluctuatlng static prr(]assures das C('jtid prr]ev'ouls.ly’. the
On a two-dimensional laminar flow airfoil in the Vo Préssure approach was a opted for the preliminary
National Aerospace Laboratory—High-Speed Tunnel assessment of dynamic flow quality in the NTF.
(NLR—HST), Elsenaar obtained factors of 6 to 12,
depending on Mach number and Reynolds number;
high-N factors close to free-flight values were associated Because the NTF is a wind tunnel which operates at
with good dynamic flow quality. high Reynolds numbers, verification of dynamic flow
guality was considered essential to gain confidence that
Both Timme (1973) and Mabey (1976) have the NTF would be suitable for laminar flow research and
described the difficulties of measuring velocity fluctua- for dynamic aeroelastic research such as flutter and
tions at transonic speeds and have indicated that flowbuffet testing. The cryogenic feature of this wind tunnel,
unsteadiness in transonic wind tunnels is usually which contributes so importantly to its high Reynolds
estimated from measurement of the fluctuating static number capability, also introduces additional factors
pressure. Elsenaar (1990) has also indicated that thevhich affect the flow quality and complicate its measure-
measurement of the fluctuating static pressure in the testment. To obtain these measurements, high-frequency
section provides a first indication of the dynamic flow response pressure transducers were installed flush with
quality in a wind tunnel. the surface at 11 locations in the NTF circuit. Dynamic
measurements were made of the fluctuating static
By comparing the static pressure fluctuation pressure levels across the complete operating range of
measured on a body of revolution on the tunnel center-the NTF at test section Mach numbktgrom 0.1 to 1.2,
line with that on a sidewall, Mabey (1971) concluded at pressurep from 1 to 8.6 atm at temperaturgsfrom
that the pressure fluctuations were almost the same an@mbient to—25C°F, and at a maximum unit Reynolds
that the pressure fluctuation field was approximately number of approximately 14610° ft~1. These combina-
one-dimensional. Dolling and Dussauge (1989) also indi-tions of test conditions resulted in data at the highest
cated that fluctuating pressures measured on a wall ard&keynolds numbers available in a transonic ground test
dependent on the surrounding flow and reflect the salientfacility.
features of that flow; the wall measurements have the
additional advantage of being essentially nonintrusive.

1.2. Dynamic Measurements in NTF

The capability to test across a wide range of temper-
atures permitted measurements of fluctuating static

Siddon (1969) has cautioned that measurements ir{zressures to be made at variable Mach number while

the free stream of fluctuating static pressures with probe eeping Reynolds number and fan drive power constant
S 9 P! : P Soy appropriate variation of temperature and pressure.
can result in significant error. The interaction between

the probe and the fluctuating flow can result in errorsthatSim”arIy’ additional tests were made at variable
pra " g o ; Reynolds number while keeping Mach number and fan
are either positive or negative, which depends on

whether the scale of a tvoical eddy size in the flow is drive power constant, and at variable fan drive power
smaller or larger, res ectK/ZI than }c/he dimensions of theWhile keeping Mach number and Reynolds number
ger, P Y constant, which for the first time resulted in a distinct

probe. Eckelmann (1990)_ha_15 also indicated that pressur(geparation of the effects of these important parameters.
probe measurements within turbulent flows are not

reliable because velocity fluctuations in the flow produce The importance of the fan drive system as a source
random pressure fluctuations on the probe, which wouldof wind tunnel noise has been described in several papers
not occur if the probe were not present. including Williams (1977), Michel and Froebel (1988),
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and Chiu and Lauchle (1989). As indicated by Williams, In the extreme, an increase of sixfold or more in
the wind tunnel fan drive system represents one of theReynolds number can be obtained, although the tempera-
primary sources of background noise in the test sectionture is rarely taken this low in actual testing. The diffi-
According to Chiu and Lauchle, the fan aerodynamic culty arises in approaching the gas condensation
noise has a broadband spectrum, which sometimesoundary too closely. A more realistic factor for the
includes a series of discrete frequency peaks associateihcrease of Reynolds number with temperature reduction
with the fan blade passage frequency and its harmonicswould be four to five. Because the speed of sound is
The major broadband noise sources include blade vortexeduced with reduced temperature, the velocity to
shedding from the blade trailing edge, blade-to-bladeachieve a given Mach number is also reduced so the
vortex interaction, flow separation from the blade upper required fan drive power is reduced. All this is obtained
surface, and random fluctuating blade forces caused bothvith no change in dynamic pressure. This demonstrates
by the blade boundary layer and by blade interaction withwhy the cryogenic concept is an attractive way to obtain
inflow turbulence. The discrete frequency peaks are pri-high Reynolds numbers. Any further increase of
marily due to inflow distortion where the blades interact Reynolds numbers would normally be obtained by
with wakes from upstream obstructions. This unsteadyincreasing the stagnation pressure with the accompany-
interaction causes fluctuating pressure fields, which in aing increase in dynamic pressure and fan drive power.
compressible medium radiate as dipole sound sources.

, ) ) Some additional benefits of the cryogenic concept

When comparing broadband dipole fan noise underygre pointed out by Kilgore, Adcock, and Ray (1974)

similar operating conditions, Williams .(1977) indicated and are shown in figures 3-5. These figures are concep-
that the fan overall sound power is approximately y,5] and do not represent actual performance of the NTF.
proportional to the cube of the fan tip speed times the fanFigure 3 shows that, at a constant Mach number,
aerodynamic shaft power times one minus the fangynamic pressure and hence model loads and deflections
aerodynamic efficiency. To isolate the effect of blade tip 31 pe held constant while the Reynolds number is
speed from that of fan drive power, the NTF was yaried; conversely, Reynolds number can be held
operated across the same wind tunnel speed and fan drivggnstant while dynamic pressure is varied for pure
power ranges and either fan speed change or inlet guid@eroelastic studies. Figure 4 shows that at a constant

vane angle change was used to load the fan and changgeynolds number, Mach number can be varied while

wind tunnel speed. dynamic pressure is held constant, or dynamic pressure
can be varied while Mach number is held constant.
2. Test Apparatus Figure 5 shows that, at a constant dynamic pressure,
either Mach number or Reynolds humber can be varied
independently. Thus, this feature of the cryogenic
concept permits pure Mach number, pure Reynolds num-
ber, or pure aeroelastic studies to be made while the other
parameters are held constant. Later in this paper, some

Before beginning a description of the NTF, a brief
review of the cryogenic concept may be worthwhile. His-
torically, the use of modest cooling to increase Reynolds
number was first proposed by Margoulis (1921), and the

potential benefits of further temperature reduction were additional benefits of the cr : ;
. yogenic concept for dynamic
later pointed out by Smelt (1945). Many years were 10 flow quality testing will be presented, which show that

pass by before the cryogenic concept would be succes he effects of fan drive
power can be separated from
fully demonstrated at Langley Research Center (LaRC)
by Kilgore (1974). (Also, see Goodyer and Kilgore those of Mach number and Reynolds number.
(1972).)
2.2. Description of NTF

2.1. Benefits of Cryogenic Concept The NTF characteristics have been amply described

The benefits of the cryogenic approach can best beas has the wind tunnel evolved during planning, design,
illustrated in figure 2, which are taken from Kilgore, construction, and initial operation. Howell and
Adcock, and Ray (1974) and shown for a Mach numberMcKinney (1977), Igoe (1980), and Bruce (1985) are
of 1. In figure 2(a), the variation of the gas properties typical sources of information on the NTF and cite many
with temperature is shown with reference to the proper-other references. A brief description of the NTF is
ties at 120F. As shown in figure 2, the density increases, presented here; a more detailed description, which
and both the viscosity and speed of sound decrease witincludes those components that influence the dynamic
decreasing temperature. The Reynolds number dependiow quality, is presented in appendix A. These descrip-
on density in the numerator and viscosity in the denomi-tions, which are essentially a review of the previously
nator, and the variation of Reynolds number with tem- mentioned sources, draw material freely from them and
perature is shown in figure 2(b), again in relative terms. their other cited references.
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In most respects, the NTF is a rather conventional 2.3.2. Pressure Transducer Calibration
wind tunnel with only a few unconventional features.
The circuit lines and overall dimensions of the wind
tunnel are shown in figure 6. The tunnel circuit is
approximately 200 ft long and 48.6 ft wide between
centerlines, which results in an internal circuit length of
approximately 497 ft and enclosed volume of approxi-
mately 230000 ft It was constructed on the site of the oV
deactivated 4-Foot Supersonic Pressure Tunnel, and1 '
incorporated the induction drive motors as well as some

of the other equipment from that tunnel. The plane of the, e re calibrated statically over their full pressure range of

tunnel circuit is tilted approximately®vith the center- 11 pqj at 2 psi pressure increments at temperatures from
line of the fan at a lower elevation than the centerline of 135F 19 —280°F to span the expected NTF operating
the test section. The fan and test section centerlines lie "iemperature range of 170 to ~25C°F. The individual
horizontal planes, and the walls of the test section are origjipration data at each temperature were fitted with a
ented horizontally and vertically. The reason for the tilt least-squares straight line. The slopes of the straight-line
was to accommodate the fan driveshaft centerlinefis for one of the pressure transducers (64RY), which
positioning with respect to the existing induction drive 45 ;sed in the NTF test section sidewall at station 13 on
motors and to minimize extensive below-grade excava-ie right-hand side, are shown in figure 7(a). The dashed
tion requirements in the test section-plenum region. line through the data points is a least-squares straight line
versus temperature. The variation of calibration sensitiv-

The wind tunnel has two basic modes of operation: .

one at near-ambient temperatures with air as the test ga'éy with temperature was fitted this way for all the

and he ofher st cryogeic temperalures i nitogen i -2oL12 1andhcers eed e nvestgaion, The tatc
the test gas. In the air mode of operation, cooling is

accomplished by a conventional water cooled heatthe dynamic pressure transducers because they were

exchanger inside the tunnel circuit. For cryogenic considered the most reliable.
operation, cooling is accomplished by spraying liquid
nitrogen directly into the tunnel circuit. The minimum
Mach number is 0.1, the maximum is 1.2, and the
maximum unit Reynolds number is about 2460° ft ™1

at a Mach number of about 1.0.

The primary calibration of the pressure transducers
was done in a laboratory environment with calibration
standards traceable to the National Institute of Standards
and Technology (NIST), formerly the National Bureau of
Standards (NBS). Calibrations were performed both
statically and dynamically at an excitation voltage of

2.3.2.1. Static calibrationThe pressure transducers

2.3.2.2. Dynamic check-calibratiomhe pressure
transducers were dynamically check-calibrated with a
microphone calibrator. The output of the calibrator was
verified with a 1/2-in. microphone as a standard. The
pressure transducers were check-calibrated at a constant
frequency of 1 kHz with input amplitudes varying from

2.3. Instrumentation 0.001 to 0.1 psi and at a constant input amplitude of
0.05 psi at frequencies ranging from 50 Hz to 2 kHz.
2.3.1. Pressure Transducer Characteristics These dynamic calibrations were only performed at room

temperature. The results of the constant frequency and

The fluctuating pressures were measured with minia-constant amplitude dynamic calibrations for transducer
ture electrical pressure transducers. The transduceB4RY are shown in figures 7(b) and 7(c). The variation
casing was 0.092 in. in diameter by 0.5 in. long with a in sensitivity of all pressure transducers with either
differential pressure range 10 psi. They had an aniso- amplitude or frequency variation was within th2-dB
tropically etched silicon diaphragm 0.05 in. in diameter band normally expected from this type of calibration.
with an active four-arm piezoresistive bridge diffused The ordinate scale ranges in figures 7(b) and 7(c) (34
into the diaphragm. The diaphragm was recessed belowo 38 mV/psi and 33 to 37 mV/psi, respectively) corre-
the surface of the transducer under a_0.03-in-diameterspond approximately to £1/2-dB range. In addition to

qrifice with a dead volume of 0._0000153.iﬁl'he speci- the laboratory calibration, all transducer outputs were
fied resonant frequency of the diaphragm was 130 kHz;verified in position in the wind tunnel with a portable
the sensitivity to acceleration was 0.00015gsliem- calibrator at a signal amplitude of 0.0015 psi and a

perature compensation for bridge resistance change withrequency of 2 kHz.

temperature is accomplished with integral hybrid

electrical circuitry. The transducers were temperature- 2.3.2.3. Resonant frequencBecause of the high
compensated across a temperature range of approxiresonant frequency (130 kHz) of the pressure transducers
mately—-28C°F to 150F. The excitation voltage for both and the frequency limitation of the spectral analyzer
the data measurement and the bench calibration was 10 Which was used (100 kHz at the maximum digital
and was continuously monitored during measurements. sampling rate of 256 kHz in the single-channel mode of
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operation), the resonant peaks of these transducers do nalrilled 1/4"-20 stainless steel bolt and then installed flush
show up in any of the power spectra plots. However, fre-on the RHS of the settling chamber wall at statiég,

guency counting on an oscilloscope trace yielded a fre-1 ft downstream of the last screen and approximately 30
guency of approximately 137 kHz, which because of its up the wall from bottom center. The reference pressure
proximity to the resonant frequency of 130 kHz specified for the transducer was supplied from an adjacent static
for the transducers, is probably the actual resonantpressure orifice and again damped through a 100-ft coil

frequency. of flexible pressure tubing. The temperature environment
for this transducer was assumed to be equal to the wind
2.3.3. Pressure Transducer Installation tunnel stagnation temperature. A conventional pitot-

static pressure probe was installed downstream of the

Before the pressure transducers were installed in theheat exchanger to measure the local flow conditions in
tunnel circuit, they were first mounted in brass instru- the settling chamber.

ment plugs as shown in figure 8. Brass was chosen as the

material for the plugs because it is easy to machine,  During this investigation, the test section was nomi-
braze, or solder, and its thermal coefficient of expansionnally empty; that is, there was no test model installed in
is similar to that of the aluminum structure of the wind the test section. To cover up the blunt centerbody on the
tunnel to which they were attached. This method of model support arc-sector strut, a conical fairing with
installation was utilized for all the transducers except for an included angle of 10°évas installed as shown in fig-
the two that will be described later. With guidance from ure 10. Most of the rearward section of the fairing was
the results of Coe (1969) and the recommendations ofmade of fiberglass-reinforced plastic. The tip section of
Hanly (1975), the pressure transducers were mountedhe fairing was made of stainless steel and is shown in
either flush or slightly below (0.001 in.) the surface of figures 11 and 12. The apex of the cone was blunted with
the brass plug to minimize transducer-generated flowa 0.06-in-radius tip. The machined surface of the cone
disturbances. A static pressure orifice and a copper-front section was estimated to have a.@2-finish.
constantan thermocouple were included in the instrument .
plug. The static pressure orifice was connected to the, A flush-mounted dynamic pressure transducer was
reference pressure side of the pressure transduce||nstalled on the_cone surface 10.4 in. downstream of the
through a 100-ft coil of 0.04-in-inside-diameter flexible Plunted cone tip. Because the transducer had a flat

pressure tubing to provide damping of the referenceO'ng'in'd_iameter face and was mounted i.” a conical
pressure. A short lengthe1/2 in.) of 0.01-in-inside- surface with a radius of 1.03 in. at that point, the so-

diameter stainless steel tubing connected the erxibIeCﬁIIecj E_UShh moufn'::ng V\(/ja_s not rezta}lly T#Sh' The phltloso—
pressure tubing and the reference side of the pressur y, which was foflowed In mounting th€ pressure trans-

transducer. The thermocouple was used to monitor the ucer in the cone, was to avoid any forward-facing
temperature of the pressure transducer environment. Th “”‘f%ces or cher protrusions of the transducer. Although
pressure transducers were potted in place in the plugé_e installation was as clean as could _be ur_1de_r the
with an instrument-grade silicone rubber compound. circumstances, it still represented some discontinuity in

Prior to cryogenic operation, the reference pressure tubez%he cone S;Jr]rfa::e.tWh?_n mstaltle?_ In thte ttutr_meliéh;e‘lc?_?]e
were purged with dry nitrogen gas. Ip was on the test section centerline at station 16.74. The

transducer was on the RHS and faced the test section
Eight instrumented brass plugs were installed in the RHS wall at station 17.60. A copper-constantan thermo-

NTF circuit flush with the local surface, at the tunnel couple was installed in the cone on the side opposite of

station mid-height, and with the thermocouple oriented the pressure transducer. The reference pressure for the

downstream. The locations are shown in figure 9 and areiransducer was the plenum static pressure and was

as follows: one on the left-hand side (LHS) when looking supplied to the transducer through a 100-ft coil of flexi-

upstream at station 6.5 and another opposite to it on théle pressure tubing. The plenum static pressure is nearly

right-hand side (RHS), three closely spaced (2.25 in.the same as the free-stream static pressure in the test

apart streamwise) on the RHS at station 13, one on thesection across the entire operating range of the wind

RHS at station 16, one on the LHS in the high-speedtunnel.

diffuser at station 68, and one on the RHS just down-

stream of turn 1 and adjacent to the liquid nitrogen injec- 2.3.4. Signal Conditioners

tors. An additional instrumented brass plug was installed ] o )

in the plenum on the RHS at station 0 near the plenum "€ signal conditioners used for the dynamic

wall and at the same height as the test section top wall. pressure transducers were all silicon, solid-state, feed-
back amplifiers with gain settings of 0 to 60 dB (equiva-

Because of space limitations, the pressure transducelent to a linear scale of 1 to 1000). The filter settings
installed in the settling chamber was first potted into a ranged from 10 Hz to 100 kHz (wideband setting) with a
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12-dB/octave Bessel filter characteristic. The input supports data management and communication, a third
impedance was 100 ™ serves as a process monitor for operation of the NTF, and
a fourth is dedicated to wind tunnel control. Descriptions

, B‘?fo“? the signal conditioners were installed for_this of the data acquisition system are given by Fuller (1981),
investigation, they were carefully matched so that signal Boyles (1986), and Foster and Adcock (1987)
pairs that were to be analyzed with respect to phase ’ '

angle, and cross-correlation were connected to amplifiers  Because the NTF operates at high pressures in the air

with similar phase shift characteristics. For example, themode and at high pressures and low temperatures in the
signal conditioners for the two adjacent pressure trans-nitrogen mode, the test gas can depart significantly from
ducers at station 13, for which phase angle and crossperfect gas behavior. Adcock (1976), Adcock and
correlation information are presented, had a phase shiflohnson (1980), and Hall and Adcock (1981) have
within 1° of each other across the entire range of gainshown that imperfect gas effects can be adequately
settings of the signal conditioners. accounted for with Beattie-Bridgman-type equations of
. ) . state solved iteratively for the appropriate gas flow

The amplifiers were operated in the manual gain- parameters. The most serious departures from perfect gas

setting mode but the gain settings were acquiredpenayior in the NTF occur at low temperatures as the gas
automatically on the NTF steady-state data acquisitiongndensation boundary is approached.

system. During the entire investigation, all of the filters '
were set at the wideband setting which exceeded the All of the steady-state gas flow parameters for this

upper limit of the frequency response of the FM data tapeinvestigation were computed with imperfect gas effects
recorder. taken into account as indicated by Foster and Adcock

(1987). As noted previously, the amplifier gain settings
from the signal conditioners for the dynamic pressure
transducers were acquired on the steady-state data acqui-
All of the dynamic pressure transducer data signalssition system. In addition, the outputs of the thermocou-
were recorded on magnetic tape with a 28-track FM tapeples and the monitor signals of the excitation voltages of
recorder. The tape recorder was Operated in the Widebanfhe dynamic pressure transducers were also acquired on
1 mode so that, at the tape recording speed of 60 ips, thehat system along with all the usual steady-state flow
resultant bandwidth was 40 kHz. All data SignaIS were parameter measurements for the wind tunnel.
continuously monitored on-line with oscilloscope
displays, and the signal conditioner amplifier gain 2.4. Data Accuracy
settings were manually adjusted to keep the recorded . ) _ )
signal amplitude as high as possible without exceeding  1h€ uncertainty expected in the fluctuating static
+1V peak to peak. A time code generator signal wasPressure data wlll be considered in three categories. The
synchronized with the NTF steady-state data acquisition/Ir'St category includes the free-stream parameters and

system clock and was also recorded on the FM tape. other wind tunnel-related data. The second category
includes the actual measurement of the fluctuating static

Some selected data signals were also simultaneouslyressure. The third category includes the statistical
acquired on-line with a four-channel spectral analyzer. reliability of the spectral data derived from statistical
The analyzer digitized the input signal, performed a fastanalysis of the fluctuating static pressure measurements.
Fourier transform on the digital data, and computed
power spectra or other frequency domain or time domain  2.4.1. Free-Stream Parameters
statistical quantities, which were then stored on a
computer disk. The dynamic data acquisition instrumen-
tation in the NTF control room and a simplified wiring
block diagram of the system are shown in figures 13
and 14, respectively.

2.3.5. Dynamic Data Acquisition

On the basis of information presented on the NTF
instrumentation by Kern, Knight, and Zasimowich
(1986), on the NTF data acquisition system by Foster and
Adcock (1987), and on the NTF static wind tunnel cali-
bration (private communication from M. Susan Williams
and Jerry B. Adcock of the NTF staff), the estimated
2.3.6. NTF Steady-State Data System uncertainties for the free-stream parameters for this

The current configuration of the NTF steady-state investigation are as follows:

data system utilizes four 16-bit, serial processor, digital +0.002
computers each with 2 MB of memory and a 167-MB M s :
hard disk drive. The computers are linked together and R, FE e +0.2x 10°

share four magnetic tape drives. Each computer supports
specific operations in the NTF:. one computer is dedi-
cated to research data acquisition and processing, another V, fPS ... 2.

0, percent value..........cccveceeeeieevesese e 0.1



Pr, PErcent Value.........ooeeveenenieinnieenenieees +0.025 of 3 in., the upper frequency cutoff criterion for the flow
conditions of this investigation would be approximately

T O s +0.1 20 kHz.
Fan rotational speed, rpm ............cceoeveieiiiinns 12...
The effect of orifice size on the spatial resolution of
Oso Percent value.........ccoeeiciinicccc, +5 the measurement is another source of error discussed by
Dolling and Dussauge (1989). Disturbances whose scales
2.4.2. Fluctuating Static Pressure are small compared with the orifice diameter tend to be

The static calibration of the pressure transducers@veraged out, and the spectrum is therefore under-
yielded least-squares straight-line fits (sensitivities) with €Stimated at the higher frequencies. By using the previ-

a maximum deviation of less thafi percent of full scale ~ OuSly noted upper frequency cutoff criterion, these
and, generally, less that0.5 percent, which indicates authors concluded that an orifice diameter less than 0.04

good linearity and very little hysteresis. The variations in imes the boundary layer thickness should be adequate.
sensitivity with temperature were fitted with least- BY @pplying this criterion to an average 3-in-thick

squares straight lines with a maximum deviation of lessPoundary layer, the orifice diameter would be about 0.12
than+1 percent for all the pressure transducers. in., which is large when compared with the actual diame-

ter of 0.03 in. of the NTF transducers.

The dynamic check-calibrations show basically that
no significant anomalies existed in the dynamic perfor- By using empirically determined relationships for
mance of the pressure transducers, at least over the rangge one-dimensional longitudinal and lateral cross-
covered by the dynamic check-calibrations. The varia- spectral density for the wall turbulent boundary layer,
tions in performance which were indicated by the Corcos (1963, 1967) developed a correction procedure
dynamic check-calibrations are primarily a characteristic for the power spectral density as a function of a non-
of the dynamic calibrator system which was used and aregimensionally (similarity) reduced frequency. The cor-
not a characteristic of the pressure transducers (privatgection gives the ratio of the measured to actual power
communication from John J. Chapman of the LaRC spectral density at a given reduced frequency caused by
Instrument Research Division staff). the averaging effect of the finite size of the transducer
foriﬁce. However, both Willmarth and Roos (1965) and
hSchewe (1983) indicate that the Corcos correction may
fhot be adequate at high frequencies.

Dolling and Dussauge (1989) list several sources o
errors in fluctuating static pressure measurements wit
wall-mounted pressure transducers. For transducers wit
diaphragm sensors mounted in cavities beneath orifices, . .
diaphragm and cavity resonances exist that are to be Schewe (1983) measured the wall fluctuating Static
avoided. For the pressure transducers used in this investP’€SSUres beneath turbulent boundary layers with

gation, the diaphragm resonance was about 137 kHz andressure transducers of different sizes, and the results
the ca;vity Helmholtz resonance was estimated to beshowed increased spatial resolution as a function of the

approximately 75 kHz under no-flow conditions. Both of reduced dle_lmeter of the pressure transd_ucer dlaphlfagm
these frequencies are well above the 20 kHz upper Cutof_pxpressed in terms of wall coordinates (i.e., essentially

. . the Reynolds number of the diaphragm diameter based
fsr;cgize;r?;Stijsrzdcgc;ﬁggn? g:!{);ls of the rms fluctuating on the friction velocity). Schewe concluded that a dia-

phragm diameter of approximately 20 wall coordinates
For turbulent boundary layers, Dolling and was adequate to resolve the pressure structures in a tur-
Dussauge (1989) indicated that a typical frequency forbulent boundary layer. For the NTF, Schewe’s criterion
energy containing eddies is of the order of the velocity atfor transducer diameter would impose an unusually strin-
the outer edge of the boundary layer divided by the thick-gent requirement for the pressure transducers. For the
ness of the boundary layer. They stated that a safe uppelTF sidewall installation, the orifice diameter in wall
cutoff frequency would be on the order of five times this coordinates was estimated to vary from approximately 50
typical frequency for energy containing eddies. This to greater than 6000. Only the settling chamber pressure
criterion was developed for velocity fluctuations but transducer with an estimated orifice diameter in wall
was also assumed to apply to pressure fluctuations. Theoordinates of approximately 13 could even approach
test section sidewall turbulent boundary layer at stationSchewe’s criterion and then only at the lowest free-
13 in the NTF has been found by measurement to varystream Reynolds number. The conclusion was that no
from approximately 2.5 to 4 in. in thickness; the thick- realistically sized orifice diameter for the NTF pressure
ness depends on Reynolds number and Mach numbetransducers could have satisfied Schewe’s criterion at the
(private communication from Jerry B. Adcock of the NTF test conditions. For the NTF data, no corrections
NTF staff). For an average wall boundary layer thicknesshave been made to the spectra for the turbulent boundary
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layer fluctuations or for the size of the transducer relative g, percent value...........cccoceovoerinnienenncciesecen. 0.3
to the boundary layer.

VDS +3
The data channels for the test section RHS sidewall
station 13 and the 10.@one were two of the four chan- Pr, Percent Value.........cooeevveinnieinnee e +0.1
nels analyzed on-line with the spectral analyzer. The T, °F........eeeeeee, +1.5
mean-square data and the 20-kHz bandwidth spectra for _
these tWO Channels on the Spectral analyzer had a maXl_ p/q, percent Va|Ue .................................................. i2

mum dynamic range of 76 dB. All other data were -
analyzed off-line and were limited to the maximum 3. Test Conditions
signal-to-noise ratio of 47 dB characteristic of the play-

back performance of the 28-track FM tape recorder. With the exception of some preliminary tests which

were performed during the steady-state calibration with a
- I centerline calibration probe in the test section, the
2.4.3. Statistical Reliability dynamic investigation was performed with the test
Bendat and Piersol (1980) list several factors affect- section empty; as noted previously, a 1@&6ne fairing
ing errors in the statistical analysis of random data. covered the model support strut centerbody. The NTF
Among these factors are measurement transducerssteady-state calibration was done only with the test
signal conditioners, magnetic tape recorders, analog-to-section slots open, and the plenum static pressure was the
digital conversion, preanalysis data conditioning, station- calibration reference pressure. With two exceptions,
arity (i.e., ergodicity), finite sample length, random error, dynamic measurements were taken with the test section
and bias (i.e., systematic) error. The latter few factors aregeometry variables of wall divergence, reentry flap
those of importance in statistical analysis errors. For theangle, and model support wall angle at the settings devel-
NTF data, stationarity is obtained by holding all of the oped during the NTF steady-state calibration to obtain
test conditions which are subject to control as nearly minimum longitudinal static pressure gradients. The two
constant as possible during the time interval of the dataexceptions occurred when the effects of variation in wall
sample. A long sample length on the order of 30 sec wadlivergence, flap angle, and model support wall angle
used for most of the data analyses; however, even longewere being investigated and when the slots were covered.
samples on the order of several minutes were sometime3he slot covers changed the test section static pressure
used when advantageous to do so (e.g., for some of thgradient and also rendered the plenum pressure unusable
cross-correlation analyses). as a reference. For the latter case with the slots covered,
special steps were necessary not only to obtain a satisfac-
tory reference pressure but also to ascertain the effects of
the slot covers on the static pressure gradient.

With certain simplifying assumptions, Bendat and
Piersol (1980) indicated that the normalized random
error for a power spectral density estimate is inversely
proportional to the square root of the number of distinct
averages used in the computation. For most analyses,

100 averages were used, which resulted in a normalized The longitudinal static pressure gradients in the test
random error on the order of 10 percent for the NTF section are of interest because gradients tend to promote
power spectral density data and on the order of 5 perceninteraction between the turbulent fields of fluctuations in
for the rms data. A Hanning window was used for all the velocity, pressure, and temperature and can distort the
spectral analyses. For the type of random data analyzegower spectra at high frequencies. For the dynamic
herein, the normalized bias error is expected to be smalmeasurements to be representative of aerodynamic
compared with the random error and, because of beingesearch conditions, these measurements must be taken
frequency specific, cannot be stated in general terms.  at the same flow conditions as are encountered during the

aerodynamic research.

3.1. Static Pressure Gradient

2.4.4. Data Repeatability :
Generally, for aerodynamic research purposes, as
During the nitrogen mode of testing, a nominal test small a gradient as possible is desirable as a means of
condition (except for the wall-to-gas temperature ratio) at more closely duplicating free-air conditions. When
M = 0.8 andR = 40x 1(P ft " was repeated to give a total longitudinal static pressure gradients are encountered in
of five data points. The repeatability of these test condi- aerodynamic research (e.g., force test models), the gradi-
tions and the rms fluctuating pressure coefficient on theents are usually accounted for by introduction of longitu-
test section RHS sidewall station 13 was as follows: dinal buoyancy corrections to the force data. Because the
M +0.001 N.TF is capable of variable wall divergence, the longitu-
........................................................................ . dinal buoyancy in the NTE can be hypothetically reduced
O (R +0.5x% 10° to an extremely small amount but is seldom ever actually
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accomplished. One of the objectives in the NTF steady-capacity of the water-cooled heat exchanger. The
state calibration was to determine the sensitivity of the symbols shown in this figure indicate the test conditions
longitudinal static pressure gradient to wall divergence at which dynamic data were obtained. These conditions
angle. In a solid wall test section, the sensitivity is high include Mach number variations along the minimum
and only small wall angle changes are needed to cancepressure boundary, along the maximum performance
gradients. However, in a ventilated wall test section, theboundary, and at a constaRt= 6x 10° ft™* as well as
flow is in intimate communication with the plenum, Reynolds number variations at a constant Mach number
which is a uniform pressure reservoir. As a consequenceof 0.5.

the longitudinal gradients are naturally very small but are

_ -1 ;
also less sensitive to a change of the wall angle. Ata constanR = 6 x 10°ft™, the effect of changing

Mach number by adjustment of the inlet guide vanes with

If consideration is restricted to a linear change of a constant fan rotational speed of 550 rpm was investi-
static pressure with longitudinal distance and if some gated atM = 0.6 to 1.0. A comparison was made at the
further simplifying assumptions are invoked, some same Reynolds number, but the Mach number was
general results on buoyancy effects are obtained as indichanged by varying the fan rotational speed and keeping
cated in appendix B. These results are based on the maxhe inlet guide vanes fixed at°.0 In addition,
imum recommended size limits for models in transonic R=6x 10°ft™* andM = 0.8, the effects of variable test
testing as indicated by Baals and Stokes (1971) andsection wall geometry (i.e., test section wall divergence
Monti (1971). The results are shown in figure 15 as a testfrom —0.3° (converged) to 0:3(diverged), reentry flap
section longitudinal static pressure gradient that would deflection from-1.5° (toward flow) to 2 (away from
cause one count (defined as 0.0001) of buoyancy-flow), and test section wall to model support wall step
induced incremental drag coefficient on a large model. height from 4.0 to 6.2 in. (0.08 to 0.13 as a fraction of
Other gradients are obtained by linearly scaling up ortest section half-height)) were investigated. Some of the
down according to the chosen allowable level of buoy- NTF test section geometry variables are shown in
ancy drag. Figure 16 shows the same gradient expressefigure A10.

in terms of Mach number. The effect of slot covers was investigated along the

For the steady-state calibration, an extensive distri-Minimum pressure boundaiy = 0.2 to 0.9. The slot
bution of 25 static pressure orifices was available in theCoVvers are shown in place in figure 18. The effect of a
centerline calibration probe. The individual pressures for downstream choke, as shown in figures 18 and A10, was
each orifice were determined with an electronically investigated both with slots open and slots covered at
scanned pressure (ESP) unit with a maximum pressurdl = 0.8. On the 10.6cone, the effect of free transition
range of+2.5 psi and a specified error of no more than Was investigated afl = 0.1 t0 0.8.

£0.15 percent of full range. Appendix C shows that a At M = 0.5, the effect of Reynolds number variation
least-squares straight-line fit to the longitudinal static from R=2.9x 10° to 19x 10° ft~+ by variation in total
pressure variation determined with the ESP instrumentapressure was investigated with boundary layer transition
tion has similar accuracy to the lower dashed line shownpoth fixed and free on the 10.6one. For all other tests,

in figure 15 for the gradients determined with the the transition on the cone was fixed by a transition strip
centerline _callbratl_on probe. To determine the static pres-negr the tip. The transition strip consisted of No. 80 grit
sure gradients with the slots covered, static pressurésparsely distributed in a 0.1-in-wide band 2 in. down-
orifices in the walls were used. The same ESP unit waSstream of the tip. The choice of grit size and location was
used, but only 13 orifices were available, which resulted g iged by the criteria given by Braslow and Knox (1958)

in the somewhat degraded accuracy shown in figure 153nq py Braslow, Hicks, and Harris (1966).
by the upper dashed line. The same gradient error infor-

mation is shown is figure 16 in terms of Mach number. 3.3. Nitrogen Mode Tests

3.2 Air Mode Tests Data point coverage yvithin the performance enve-
lope of the NTF in the nitrogen mode of operation is

The NTF performance envelope for air mode opera- shown in figure 19. The symbols indicate the test condi-
tion (private communication from Jerry B. Adcock of the tions at which dynamic measurements were obtained. As
NTF staff) is shown in figure 17. The boundaries are shown at the bottom of the figure, the Mach number was
formed on the bottom by the minimum operating varied fromM =0.2 to 1.05 aR= 6 x 108 ft™L. This test
pressure of about 1 atm, on the LHS by the minimumwas done in warm nitrogen to correspond to the similar
Mach number of about 0.1, on the RHS by the maximumtest in the air mode and provide a direct comparison
fan speed, on the top left by the maximum pressure limitbetween results in air and in nitrogen. The test points in
of the shell of 130 psi, and on the top right by the cooling the nitrogen mode were taken at the same temperature as
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those in the air mode, and the pressure was adjusted teffect of hot wall or cold wall on the measured wall pres-
give the same Reynolds number for each Mach numbersure fluctuations.

In retrospect, a better prqcedure might have _been to The effects of hot wall and cold wall were studied
adjust the temperature to give the same stagnation speepl

of sound as in air and then adjust the pressure to ma,[Churther during the initial cooldown of the NTF from near-

the Reynolds number. This will be examined further amblenF temperature to cryogenic temperatures. One of
. ' the design requirements for the structure of the NTF was
when the results are discussed. (See section 4.3.)

that it be able to withstand the thermal effects of a rapid
The other test points shown in figure 19 were chosencooldown or warmup of 8&. This rapid change of
to cover the operating envelope as completely as possibléemperature was done lsit= 0.8 andp, = 25 psi, which
under the circumstances of limited resources of liquid produced fairly large differences in wall temperature
nitrogen. At stagnation pressuse= 43.2 psi and stagna- when compared with the adiabatic wall temperature. For
tion temperaturd; = -25C°F, the Mach number was var- these hot wall and cold wall tests, the adiabatic wall tem-
ied fromM=0.2 to 1.0. A single point was taken at perature was calculated by ignoring imperfect gas effects
M =0.8 andp, =80 psi at the sam&; = -250°F. The and assuming a recovery factor equal to the cube root of
points at high Reynolds numbers were taken at nearthe Prandtl number.

mammum_pressurg ang . _2500':_' A single point was During the steady-state calibration of the NTF, some

taken aM = 1.2,p; = 20 psi, and'; = ~158F. preliminary dynamic measurements with a centerline cal-
As mentioned previously, the special cryogenic ibration probe in the test section were attempted. If the

features of the NTF permitted isolation of effects such asrequirements for both the steady-state and the dynamic

variations in Mach number, Reynolds number, and fanmeasurements could have been satisfied at the same

drive power. In a conventional wind tunnel, the operating time, an efficient use of tunnel test time and of liquid

temperature is usually fixed within relatively narrow nitrogen resources would have resulted. These prelimi-

limits, and Reynolds number changes are obtained bynary measurements are presented and discussed in

pressure changes with an accompanying change in fappendix D.

drive power. Generally, Mach number variations are also

accompanied by a change in fan drive power. However,4. Discussion of Results

in a cryogenic wind tunnel such as the NTF, Mach num-

ber can be varied while holding Reynolds number anddynamic pressure coefficierfi g, /where p s the root-

fan drive power constant by appropriate variation of the mean-square (rms) value of the fluctuating static pressure
pressure and temperature. Similarly, Reynolds number

can be varied while holding Mach number and fan drive readings with the mean subtracted. The fluctuating pres-

poWer constant, or to vary fan drive power while holding sure coefficients were computed for all outputs of the
Mach number and Reynolds number constant. Thesedynamlc pressure transducers from the dynamic pressure

latter two variations are indicated in figure 20 which M the test section except for the transducer in the settling
X n g ' . _chamber where the local flow conditions were measured
shows an operating envelope (private communication

from Jerry B. Adcock of the NTF staff) fd = 0.8. The with a pitot-static probe. For the pressure coefficients of

T ' this transducer, the dynamic pressure in the settling

Reynolds number variation at constant power is shown
. -~ chamber was used.

along a constant power line of 30 MW. The fan drive
power variation is shown foR=40x 10°ft™L. The The fluctuating pressure components were recorded
Mach number variation at constant Reynolds number andn analog form on FM magnetic tape and were played
fan drive power can be visualized as occurring normal toback into a spectral analyzer, four channels at a time. The
the page and going through successive points at differenanalyzer had an upper frequency limit of 20 kHz per
Mach numbers, all aR=40 x 10°ft™! and a fan drive  channel as a result of the maximum digital sampling rate
power of 30 MW. In addition, figure 20 shows a varia- of 51.2 kHz per channel when four channels are analyzed
tion of Reynolds number by pressure variation while simultaneously. The mean-square values were obtained
temperature is held constant &t=-230°F and by by integration of the power spectra from 0 to 20 kHz.
temperature variation while pressure is held constant afThe power spectra presented in figure 21 show some
p;=43.2 psi. Note that all of these variations pass of the consequences of terminating the integration of
through a common point & = 0.8, R=40 x 108 ft72, the spectra at 20 kHz. One of the power spectra
fan drive power of 30 MWp;=43.2 psi, andT;= (fig. 21(a)) is for the transducer in the test section side-
—23C°F. This point was repeated each time but was usu-wall at station 13. The other (fig. 21(b)) is for the trans-
ally approached from different conditions so that the wall ducer in the 105 cone. Both power spectra are from
temperatures were not in thermal equilibrium with the ambient temperature air mode testsiMat 0.801 and
gas temperature, which permitted a limited study of theR = 38 x 10° ft™1, which corresponds to the minimum

The dynamic data are presented in the form of a
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pressure boundary in air. The numbers at the top of thdayer, the question was to what extent the fluctuating
grid in figure 21 are the rms fluctuating pressure coeffi- pressures would be similarly affected.

cients corresponding to the integrated mean-square val-
ues when the integration is terminated at that frequency.

There is a 1- to 1.5-percent reduction in the coefficient asRHS sidewall at station 13 during the NTF initial
the integration range is shortened from 40 kHz to cooldown for this investigation are shown by the square

20 kHz. The dB levels which are included in figure 21 SYmbols in figure 23. There is a tendency for the cold

for reference are with respect to the standardPa wall data to have greater fluctuations than the hot wall
data but the differences are slight except for the point on

As indicated by Mabey (1971), disturbances propa- the extreme right in the figure. The temperature
gating upstream from the extraction region (where the differences obtained during the cooldown were greater
test section flow which has entered the plenum throughthan those encountered during the normal research test
the slots is returned to the mainstream) and the high-conditions. The data point shown in figure 20 for
speed diffuser are major sources of high levels of fluctu-M = 0.8,R=40x 10°ft 1, p; = 43.2 psi, and, = -23C°F
ating static pressure in slotted transonic test sections afvas repeated several times, which resulted in the pres-
high-subsonic speeds. Data presented by Mabey showure fluctuation data shown plotted with the circles in
that the disturbance levels are a strong function of thefigure 23. The temperature differences encountered for
longitudinal location of the measurement; the levels arethese data are more typical of what occurred during the
highest near the downstream end of the test section andynamic investigation. Across this more limited range,
diminish sharply toward the upstream end. A similar the effects appear quite small and indicate that wall tem-
variation occurred in the NTF test section as shown inperature differences can be ignored in the dynamic data.
figure 22 where RHS sidewall data at stations 6.5, 13,
and 16 are shown with data from the 2@6ne at station 4.2. Effect of Fixing Boundary Layer Transition
17.6 for aM = 0.8. Mabey’s results were obtained from on 10.6 Cone
the reduction in magnitude of a particular spectral peak.

However, the results in figure 22 are for overall rms The fluctuating pressure coefficient measured on the
magnitudes and therefore show a less pronounced varial0.6 cone with fixed and free boundary layer transition
tion. Because of the variation of disturbance level with iS shown in figure 24(a). These data were taken along the
location in the test section and because station 13 correminimum Reynolds number boundary in the air mode of
sponds with the center of the calibrated region of the testoperation at ambient temperature gnd= 15 psi. As
section and is the center of pitch rotation for models described earlier, the transition strip consisted of No. 80
tested at angle of attack, data for this station are used t@rit sparsely distributed in a 0.1-in-wide band 2 in. down-

represent the test section disturbance levels for the NTF.stream of the tip of the cone. With free transition at low
Mach numbers fronM = 0.1 to 0.4, the cone apparently

4.1. Effect of Hot Wall and Cold Wall had a laminar boundary layer extending past the location

. of the cone pressure transducer at 10.4 in. from the tip.
Whenever the test gas temperature is changed, thgyondary layer transition from laminar to turbulent flow

wind tunnel structure thermally lags the gas temperature; a5 detected in time history traces of the 1@ne

the greater and more rapid the temperature change, thgressyre transducer signal on an oscilloscope by observa-
greater the lag. When the NTF is cooled down from 5, of the occurrence of intermittent pressure spikes. At
ambient temperature to cryogenic temperatures, the cooly = 0 5, the boundary layer was transitional at the pres-
ing process can take 4 to 5 hr to avoid large temperaturg,re transducer and continued to be so Uy £00.7, the
differences in the structure and the thermal strains Wh'Chpoint at which the boundary layer was fully turbulent and
accompany them. During this cooling process, the wind yeyeloped trends similar to the results for fixed transi-
tunnel flows are just high enough to promote satisfactory o For the free-transition case, very low levels (as low
heat transfer without consumption of too much liquid 55 0.001) of fluctuating pressure coefficient were
nitrogen in the process. However, when gas temperaturgneasyred beneath the laminar boundary layer and very

changes are made at research conditions, the liquid nitrohigh levels (as high as 0.023) were measured beneath the
gen flow rates can be much greater, and any delays iR ansitional boundary layer.
f

stabilizing test conditions can be very costly in terms o

nitrogen consumption. During the dynamic investigation, Further effects of fixing boundary layer transition on
the concern was whether differences between wallthe 10.8 cone are shown in figure 24(b) fek= 0.5 and
temperature and gas temperature would have a signifiR=3x 10° to 20x 10° ft™L. For R>6x 10° ft™L, the
cant effect on the measured fluctuating pressures.results for free transition are very close to those for fixed
Because temperature differences affect the wall sheatransition, which indicate that the boundary layer is fully
stress and the thickness and stability of the boundaryturbulent in this range. However, Rt= 3 x 108 t7L, the

Fluctuating pressure data obtained on the test section
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results for free transition are influenced by a transitional stagnation temperatures were matched, and the stagna-
boundary layer. The lack of agreement for the repeattion pressures were adjusted to match the Reynolds num-
points here and in figure 24(a) is indicative of how sensi- bers. Because of the difference in gas constants, which
tive the transitional boundary layer is to minor variations are nominally 1716 fise@-°R for air and 1775 #
in test conditions. To avoid this sensitivity and such wide se@-°R for nitrogen, the velocities are approximately
and abrupt variations in transducer response as shown imismatched by the square root of the ratio of the two gas
figure 24, the dynamic investigation was performed constants. If the stagnation speed of sound had been
mostly with the boundary layer transition fixed on the matched instead of the temperatures, the velocities would
10.6 cone. then have been matched. The importance of matching
. velocity lies in the fact that the frequencies of aero-
Measurements beneath a laminar boundary layergynamic disturbances such as vortex shedding or edge
would ordinarily be preferable because they would beqneg are proportional to velocity: to reproduce these
uncontaminated by the higher pressure fluctuation Ievelsaerodynamic disturbances faithfully, the velocity should
associated with a turbulent boundary layer and wouldpe matched as well as Mach number and Reynolds
thereby more closely represent the fluctuation levels \,mper The large difference in amplitude between the
occurring in the free stream. However, such measuré+,, peaks in figure 27 raises the possibility that the
ments were not possible across most of the operating,qrqdynamic disturbance may be coupling with another

range of the NTF because of the minimum physical sizeyisirhance that is sensitive to resonance conditions and
of the pressure transducers and the high unit Reynold§nay be sharply tuned.

number of the wind tunnel flow.
Power spectra for the settling chamber, plenum,
4.3. Comparison of Air and Gaseous Nitrogen high-speed_dif_fuser, and quui(_j nitrogen injection st:_;ltion
Results are shown in figure 28 at ambient temperature for air and
nitrogen atM =0.7. Stations in the settling chamber

Because air is roughly 78-percent nitrogen and bothupstream of the test section, in the high-speed diffuser,
gases behave as diatomic perfect gases at standard condind at the liquid nitrogen injectors downstream of the test
tions, measurements in the two media could reasonablysection do not show peaks in the 850 Hz frequency
be expected to compare well. Results for air and gaseougange, which indicate that the source of this disturbance
nitrogen, as measured on the test section RHS sidewall ag apparently localized in the vicinity of the test section
station 13, are shown in figure 25 fBr=6x10° ™% and the plenum. The disturbance is present in the test
Power spectra (0 to 20 kHz) for the rms data in figure 25section at the same Mach number with the slots covered
are shown in figure 26. The differences between theas shown by the power spectrum in figure 29, which indi-
power spectra of the air and nitrogen mode tests arecates that the disturbance is not directly connected with
primarily broadband in nature with the exception of the the slots or the extraction region where the flow entering
power spectra foM =0.2 and 0.7 in figures 26(a) the plenum through the slots is reintroduced into the
and 26(f), respectively. Av = 0.2, the power spectrum mainstream. However, there may be an indirect connec-
for nitrogen shows a peak at about 3.2 kHz. As discussedion with the extraction region because various mechani-
later in section 4.9, this peak is thought to be due to ancg| gaps exist even with the slots covered, and many
acoustic standing wave associated with the heatpossible sources (e.g., edge tones) remain and cannot be
exchanger in the settling chamber. Mt= 0.7, both the eliminated from consideration.
air and the nitrogen power spectra show a peak at about )
850 Hz. Reduced bandwidth (0 to 2 kHz) power spectra  '1he phase angle and coherence between adjacent
for this Mach number are shown in figure 27. The Pressure transducers spaced 2.25 in. apart streamwise on

improved frequency resolution in this bandwidth shows the test section RHS sidewall at station 13 are shown in
that the peak in air is at 840 Hz and in nitrogen at 855 Hz.flgures 30(a) and 30(b), respectively, as a function of

These frequencies appear proportional to velocity and/"®duency in the range from 0 to 2 kHzMt= 0.7 for
both have approximately the same reduced frequency,bOth air and nitrogen. The phase angle is shown for the

which suggests that they are possibly aerodynamic indownstream transducer signal with respect to the
origin. upstream transducer signal; a positive phase shift indi-

cates that the downstream signal is leading the upstream
Although the Mach numbers and Reynolds numberssignal, and therefore, the disturbance is propagating in
were the same for the air and nitrogen data, the velocitieghe upstream direction. Further comment on the source of
were not the same. This mismatch in velocity was a con-the 850 Hz disturbance will be reserved until the Mach
sequence of the way the test conditions were reproducedaumber effects at constant Reynolds number and fan
As mentioned previously, the Mach numbers and thedrive power are discussed in section 4.6.1.
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4.4, Effect of Fan Drive Power Variation at of particular significance because, as has already been
Constant Mach Number and Reynolds Number indicated, this type of data has not been previously avail-
able. A principal result of this test series is that the varia-
tion of disturbance level with Reynolds number at
constant fan drive power fdvl = 0.8 is relatively flat
from R=20x10° to 50x 1P ft™L. Note that peak
disturbance levels generally occur aroie: 0.8 (e.g.,

Mach number, Reynolds number, and fan drive
power are three of the most influential factors affecting
the disturbance level in wind tunnels. The test matrix
shown in figure 20 illustrates the way in which either
Reynolds number or fan drive power can be varied while ;. . >
the other two parameters are held constant. Although no{'g' 25), and that the_se pegk disturbance levels (fig. 32)
shown in figure 20, the same can be done for Mach num-2Ppear relatively insensitive to Reynolds number
ber. The significance of this test technique is that it sepa-va”at'on'
rates the effects of the three variables, something not

possible before the advent of the cryogenic wind tunnel.  4-5-2. Effect of Reynolds Number in Air

As indicated in figure 20, the fan drive power was The variation of the fluctuating pressure coefficient
varied from approximatelf/ 24 MW to 53 MW for With ngnolds_ number on f[he test section RHS ;ldewall
M =0.8 andR=40x 108 ft~L The results of this test are &t station 13 is shown in figure 33 fd¥=0.5 in air at
shown in figure 31 for the test section RHS sidewall at @mbient temperature. _‘Ehe Reynolds number range of
station 13. The variation of fluctuating pressure coeffi- R=3* 106,t° 20x 10°ft™ was obtained by the variation
cient is mostly flat with a slight tendency to rise with ©f Stagnation pressure from =15 to 105 psi. As a
increased power. The results indicate that, for these testonséquence, the fan drive power varied from 7.7 to

conditions, the disturbance level as measured by the fluc41-4 MW. The disturbance level on the sidewall

tuating static pressure coefficient on the test section side decreased monotonically with increasing Reynolds num-
wall is relatively insensitive to variations in fan drive P€r in this range of test variables.

power. The variable power data in figure 31 were taken The disturbance level measured on the l@gne
with the fan drive system at a constant synchronousyyith fixed transition at these same test conditions has
speed of 360 rpm. The effect of blade tip speed will be 5iready been shown in figure 24(b). Except at the lowest
examined in section 4.6.3.3. Reynolds number, the trend of the disturbance level is

o ) o upward with increasing Reynolds number. This, of
4.5. Variation of FIUCtuat'ng Pressure Coefficient course, is opposrte to what was observed pre\nously on

With Reynolds Number the test section sidewall. However, the boundary layers

in these two instances are noticeably very different; the
4.5.1. Effect of Constant Stagnation Pressure, boundary layer on the cone is undoubtedly very thin
Stagnation Temperature, or Fan Drive Power compared with that on the sidewall. On the cone, the

The matrix of test points shown in figure 20 includes distance from the origin of the boundary layer to the
Reynolds number variations along three paths: constantocation of the orifice is less than 1 ft. For the test section
pressure, constant temperature, and constant fan drivéidewall, the virtual origin for the boundary layer proba-

power. The results of these three variations are shown irPly lies somewhere in the upstream section of the
figure 32 for the test section RHS sidewall at station 13 contraction as far as 50 ft from the transducer. Therefore,

for M = 0.8. ForR > 40x 1P ft ™1, the disturbance levels the Reynolds numbers based on the turbulent boundary

are all about the same with a coefficient value of approx-layer lengths of the wall and cone differ by approxi-
imately 0.0095. At lower Reynolds numbers, the high Mmately 50 to 1 and may not be comparable at all with
levels or low levels of disturbance are associated with the®ach other.

presence or absence of discrete frequency peaks in the

respective power spectra. The three data points at 4.6. Variation of Fluctuating Pressure Coefficient
R=40x 10°ft are all essentially repeat test data at the ~ With Mach Number

same values ofy,=43.2 psi, T; =-23C°F, fan drive

power of 30 MW, andV =0.8. As mentioned in the 4.6.1. Effect of Mach Number at Constant
discussion of hot wall and cold wall effects, the distur- Reynolds Number and Fan Drive Power

bance levels could be affected by the different wall tem-

peratures which occur as the data points were approached . As m?”?'oned in the description of the tests, appro-
from the prior run warmer or colder temperature level priate variation of pressure and temperature will result in

However, the differences in disturbance level are slight. a yarlanon of Mach number if Reynold_s n.u.mber and fa_n
drive power are held constant. The significance of this

The variation of disturbance level with Reynolds test technique is that it permits an isolation of the effects
number at constant fan drive power shown in figure 32 isof Mach number from those of Reynolds number and fan
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drive power, which have already been noted as beingtone effects. As in the case of the air-nitrogen compari-
three of the most influential factors in wind tunnel distur- son and in the absence of more information, the probable
bances. The fluctuating pressure coefficients measuredource of these disturbances is speculative.

on the test section RHS sidewall at station 13 are shown L . .
in figure 34 for constarR= 40x 1P ft"* and fan drive An estimation of possible edge tone frequencies

power of 30 MW forM = 0.6 to 1.0. The disturbance associated with the geometry of the sidewall reentry flaps
level variation with pure Mach number variation is simi- at the downstream end of the test section near station 20

lar to that shown previously in figure 25 and confirms 'S Presented in appendix E. While not conclusive, the
that, for these and all other test section results, the disturl/€dUency estimation can be viewed as supportive of the

bance level typically peaks at high-subsonic Mach num_possib'ility that the disturbance peaks in the power spec-
bers near 0.8 and falls off as a Mach number of 1.0 isf@ of figures 27 and 35 are caused by edge tones.

approached. The fallo¥l > 0.8 may be at least partially Within the range of the three variables considered
due to a choking effect that prevents downstream distur-nere (i.e., Mach number, Reynolds number, and fan drive
bances from propagating upstream into the test sectionpower), Mach number has the greatest effect on the fluc-
At near-sonic speeds, all results tend to converge to &yating pressure coefficients. This result should not be
lower I_evel of the fluctuating pressure coefficient of interpreted as indicating that Reynolds number and fan
approximately 0.0055. drive power are unimportant in affecting disturbance

The behavior of the fluctuating pressure coefficient V€IS but rather that the coefficient formed by dividing
at M=0.7 to 0.8 in figure 34 is similar to what was the rms fluctuating pressure by the dynamic pressure
shown in figure 25 in the air-nitrogen comparison. The S€rves to collapse some of these effects, particularly in
reasons are again found in the power spectra that ard1€ case of fan drive power. This collapsing influence of
shown in figure 35. Frequency peaks in the 0.8- tothe dynamic pressure also occurs on the Mach number
1.0-kHz range occur in almost all data sets, particularly Effécts as would become apparent if the coefficient were
at 860 Hz forM = 0.694, at 900 Hz foM = 0.742, and  formed by dividing by the static pressure instead of the
somewhat less prominently at 960 Hz fér=0.793 in  dynamic pressure as is sometimes done.
figures 35(b), 35(c), and 35(d), respectively. For these
Mach numbers, the phase shift between adjacent pressure 4.6.2. Nitrogen Mode Performance Envelope
transducers at station 13, which is shown in figure 36(a)  Results
along with the coherence in figure 36(b), again indicated e flyctuating pressure coefficients measured on
an upstream propagation of disturbances at thesgpe test section RHS sidewall at station 13 for the test
ggﬁ:ﬁgﬂg: al?%lgoe :S(gvmm i_né)ifagtisalﬁgtstugwjis?ur- points in figure 19 for the nitrogen mode of operation are

' shown in figure 37. The data for the maximum Reynolds

bances at these frequencies were not being choked off,;mper boundary and for a constant 43.2 psi were
and therefore probably did not originate downstream of yptained at a constafif = ~250°F. The data in figure 25

the test section. The disturbances did not appear in the, R = g x 10° ft~1 at ambient temperatures are included

power spectra for the settling chamber, which supportedygre for comparison. A single data point obtained at
the indications that the source is probably localized inthey; = 1 2 andR = 14.3x 10° L is also included.

test section or plenum. The most likely area of origin is

the extraction region at the downstream end of the test To show frequency content, power spectra for the
section. high Reynolds number data in figure 37 are presented in
figures 38 and 39. For those Mach numbers where com-

The reduced frequencies shown in figure 35 are not,, pie data exist, the power spectra for the maximum

constant(.j"lfhe Iacl;_o; const_angy rr]nay be associated \?gt eynolds number boundary amg=43.2 psi are very
test conditions which required that constant Reynolds gjiiar. Figure 38 shows power spectra from 0 to

number and constant fan drive power be achieved simul-q | - figure 39 shows the same data across a reduced
taneously. Both the temperature and the pressure had tBandwi,dth of 0 to 2 kHz. FOM=0.2 and 0.4. the

be varied across a fairly wide range, the pressure from 7ko ,ency peak at about 2 kHz is thought to result from
to 34 psi and the temperature from74°F to -250°F. n acoustic standing wave associated with the heat

The temperature changes cause thermally inducedy,cpanger in the settling chamber and will be discussed
changes in the dimensions of the test section; the presgyiar in section 4.9. AM = 0.6 and 0.7. the frequency

sure changes can contribute to dimensional changes ase ks at about 800 Hz are thought to be associated with

well. Thus, if the extraction region of the test section is L ;
; N ) . X edge tones originating at the sidewall reentry flaps.
involved in the disturbances, then the dimensional 9 9 9 y flap

changes can be responsible for changes in frequency, The previously shown insensitivity of the distur-
especially if the disturbances are associated with edgebance coefficient levels to fan drive power and Reynolds
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number at @V = 0.8 is reflected in the results shown in sections tend to be quieter than perforated wall test
figure 37. The data for the constapt= 43.2 psi and for ~ sections. In perforated wall test sections, the primary
the maximum Reynolds number boundary show closeadditional noise source tends to be edge tones associated
agreement at B = 0.8 despite a fan drive power incre- with the perforation holes. In slotted wall test sections,
ment from 26.7 to 76.6 MW and a Reynolds number the primary additional noise sources are the free-shear
increment from 46.6 10° to 132.4x 10° ft™L. The close-  layers in the slots and the extraction region of the test
ness of agreement across the rest of the Mach numbesection where plenum flow reenters the mainstream. By
range prompts speculation that the demonstrated insensieovering the slots, both of these additional noise sources
tivity may not be limited to jusi = 0.8 but may occur  are eliminated. The slot covers that were used are shown
more widely. Note that the peak fluctuating pressure in place in the test section in figure 18.

coefficient pf=0.0953 atM =0.8 and R=132.4x _
10°ft™L corresponds to a peak sound pressure level of ~ With the slots covered and the choke off, the test

161.4 dB re 2QPa. section wall divergence angle was set af @A the top
and bottom walls; the sidewalls remained parallel. These
One result of the apparent insensitivity of the NTF wall settings resulted in a slight positive static pressure
flow disturbance level to Reynolds number may be the gradient. Quantitatively in terms of Mach number,
possible absence of what is referred to by Elsenaarthe gradients varied fromdM/d(x’h) =—0.00010 to
Binion, and Stanewsky (1988) as a pseudo-Reynolds-0.00595, or in terms of equivalent buoyancy-induced
number effect. (Also, refer to the discussion by Bobbitt drag coefficient increments in figure 16, from less than a
(1981) on unit Reynolds number effects.) This effect is half count (0.00005) to somewhat more than four counts
attributed to the variation of the wind tunnel disturbance (0.0004) of negative buoyancy drag coefficient in the
level with wind tunnel Reynolds number. As already Mach number range of 0.2 to 0.9. For reference, the
noted, the wind tunnel disturbance level can alter thenormal operating conditions for the NTF with slots open
location of the boundary layer transition and cause falseresult in less than one count of buoyancy-induced drag
results if the disturbance level varies when the wind coefficient across the entire operating range.
tunnel Reynolds number is varied. Elsenaar, Binion, and
Stanewsky indicate that this pseudo-Reynolds number  The fluctuating pressure coefficients measured on
effect occurs most readily if the location of the boundary the test section RHS sidewall at station 13 with the slots
layer transition is not fixed; however, it can also occur covered are shown in figure 41. The data were taken
when the boundary layer transition is fixed. The apparentfrom M =0.2 to 0.9 along the minimum Reynolds num-
insensitivity of the flow disturbance level to Reynolds ber boundary in air. Data taken along the same boundary

number in the NTF does not completely ensure thatWith the slots open are also shown for comparison. The
pseudo-Reynolds number effects will not occur in this reduction in disturbance level with slots covered occurs

wind tunnel but is clearly a favorable indicator. only at the high-subsonic Mach numbesX 0.6). This
characteristic may be connected with incomplete
4.6.3. Air Mode Performance Envelope Results wave reflection at the slotted wall-plenum interface,

] . which allows test section disturbances to pass through
The fluctuating pressure coefficients have been mea-jntg the plenum and become dissipateMat 0.618. As

sured as a function of Mach number in the air mode atpoted previously in the discussion of the air-nitrogen
the Reynolds number ranges indicated in the perfor-comparison, the power spectrum with the slots covered
mance envelop_e in figure 17. The results for thg mini- (fig. 29) shows a disturbance peak at 850 Hz. The pres-
mum and maximum Reynolds number boundaries arégnce of these disturbances with the slots covered elimi-
presented in figure 40 for the test section RHS sidewallpgtes any direct connection between these disturbance
at station 13. There is a tendenc;y for more separation Obeaks and the slot flow or the reentry process in the
the data with Reynolds number in the air mode than wasextraction region. This result is supportive of the proba-
observed in figure 37 for the nitrogen mode, and the pjjity that edge tone effects associated with the sidewall

overall level near the peakldt= 0.8 is lower. Further, in  reentry flaps are responsible for the large peaks occurring
contrast with the nitrogen mode results, the maximumin, the power spectra in figures 27 and 35.

Reynolds number boundary results for the air mode are
everywhere lower than those for the minimum Reynolds Power spectra (0 to 20 kHz) with the slots open and
number boundary. Generally, the Mach number effectsthe slots covered are shown in figure 42 at the tunnel
are quite similar to what has been observed previously. conditions plotted in figure 41. Fdi < 0.6, the power
spectral densities with the slots open are slightly higher
4.6.3.1. Effect of test section slot coveventilated than with the slots covered at low frequencies but are
wall test sections tend to be much noisier than comparadower at high frequencies. F&t > 0.6, the power spec-
ble solid wall test sections. Overall, slotted wall test tral densities at low frequencies for the slots open are
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significantly higher than with the slots covered but are the choke in place, the wind tunnel speed was increased
still lower at the high frequencies. The most significant until further increases in fan drive power did not result in
difference in power spectra apparently occurs from any further increase in wind tunnel speed as shown in
M =0.7 to 0.9 at the low frequencies from O=tb kHz figure 44. The relatively small decrease in disturbance
where the power spectral densities with slots open ardevel with the choke deployed (on the order of 0.001 in
much higher than with slots covered. coefficient) may be an indication that disturbances origi-
nating downstream of the test section do not contribute
4.6.3.2. Effect of downstream chok&. major con-  greatly to the disturbance level in the test section. The
tributor of broadband noise at low frequencies is the power spectra for the configuration with the slots open,
noise propagating upstream from the diffuser and modelpoth choked and unchoked, are shown in figure 45 for
support sections into the test section. To investigate thavl = 0.8. The reduction in disturbance levels due to the
effect of a downstream choke, the variable geometry fea-choke occurs mainly at the low frequencies between 0
tures of the NTF test section were used to create a miniand 5 kHz. From the data shown in figures 41 and 45, the
mum flow area at the downstream end of the test sectionyse of a two-wall downstream choke to reduce flow dis-
As shown in figure A10, the minimum flow area was turbance levels in the NTF test section resulted in only
located at the hinge line of the top and bottom wall marginal improvements. However, a different choke con-

reentry flaps, which created a two-wall choke at figuration might have been more effective.
station 25. The area was sized to choke the flow at this

location when the test sectidh= 0.8. Although the test 4.6.3.3. Effect of fan speed or inlet guide vane vari-
section geometry is capable of being fully variable while ation for velocity changeAs described in appendix A,

the tunnel is running, the test section wall angle, thethe NTF tunnel has two relatively independent means of
model support wall angle, and the reentry flap angleschanging tunnel speed. In normal wind tunnel operation,
were all preset before tunnel start-up and were not variedvhen only the power of the induction motors is required
during the choke runs. The choke geometry was set bottand the synchronous motor is not energized, the wind
for slots-open and slots-covered conditions. Because oftunnel speed can be changed by either fan speed or inlet
differences in test section wall boundary layer growth guide vane (IGV) angle variation; the method depends
with the slots open and covered, the preset wall geometryupon circumstances. The preferred mode of operation is
was not identical for the two conditions. The test sectionto select a fixed fan speed that can be maintained while
wall divergence angle was set to accommodate the calcuwind tunnel speed is varied over the desired range using
lated boundary layer growth for the closed wall configu- IGV variation. This is especially true when the wind
ration to minimize the longitudinal static pressure tunnel is operated automatically under computer control.
gradient, and the reentry flap angles were set to blendWind tunnel speed changes can be made much more
with the test section wall. The wall geometry settings for rapidly by using IGV variation than by using fan speed
the different runs are summarized in table I. The wall variation. When the additional power of the synchronous
geometry at the downstream end of the test section iamotor is required and the fan speed is fixed at synchro-
shown in figure 43. The settings are pictured for the nous speed, then IGV variation must be used for wind
slots-open condition. The photograph was taken whentunnel speed changes.

the wall geometry settings were rehearsed prior to the
actual dynamic investigation. The sting configuration
shown in the photograph was for a model test which was
in preparation at the time and was removed for the
dynamic investigation.

A brief test was made to determine if the test section
disturbance level would be affected by operation in either
one or the other of the wind tunnel speed-changing
modes. AR = 6 x 10° ft 1 in the air mode, the wind tun-
nel speed was changed frowh= 0.2 to 1.0 with fan

The effect of the downstream choke is shown in fig- speed variation from 160 to 595 rpm with the IGV fixed
ure 41 with the flagged solid symbols. In operation with at O (neutral position). At the same test conditions, the

Table I. NTF Test Section Wall Geometry Variables

Test section configuration Wall angle, deg, at—

Slots Choke Test section Model support section Reentry flap angle, deg Mach number range
Covered On 0.1 -4.23 0.87 0.2t00.8
Covered Off 0.1 -3.79 -0.1 0.2t0 0.9
Open On 0 -4.23 1.86 0.2t0 0.8
Open Off 0 -1.76 0 0.2to0 1.05
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wind tunnel speed was also varied frévin= 0.6 to 1.0 identified by Jones in the spectra of the Langley 8-Foot
with IGV variation from 28 (fan unloaded) te-20° (fan TPT fluctuating pressure data. Because guy wires are
loaded) at a fan speed of 550 rpm. The results are shownormally present for conventional model testing in the

in figure 46 for the test section RHS sidewall at Langley 8-Foot TPT, their influence is a normal part of

station 13. The close agreement between the two sets ahe flow disturbance measurements in that wind tunnel.
results would indicate that fluctuating static pressure Jones did not indicate to what extent the guy wire inter-
level is not dependent upon the method of wind tunnelference may have affected the overall level of the

speed changes or the combinations of IGV settings andneasurements.

fan speed settings used to set a particular Mach number. .
P g P The data for the Langley 8-Foot TPT sidewall show

The results of this IGV versus fan speed investiga- the same characteristics as observed for the NTF data,
tion also provide some information on the noise charac-that of peaking at high-subsonic Mach numbers near 0.8
teristics of the NTF fan system. As noted previously, fan and falling off steeply as sonic speeds are approached.
sound power is usually considered proportional to the fanBoth wind tunnels show similar disturbance levels on the
power times the cube of the blade tip speed. Although theorder of 0.6 percent at low-supersonic speeds. At the
inflow velocities at the fan were not measured, they peak neaM = 0.8, the level is approximately 1.5 percent
should be essentially a function of Mach number for the for the Langley 8-Foot TPT and 0.8 percent for the NTF.
test conditions in figure 46 and be fairly similar for both
the variable speed and the variable IGV data points
Because the blade tip speed is obtained by a vector res
lution of the fan rotational speed and the inflow velocity,
its variation over the Mach number range is different for
the variable speed and the variable IGV data points. Fo
data points in figure 46 &l < 0.9, the blade tip speed

For reference, the fluctuating pressure coefficient
6Qata measured in the NLR—HST by Ross and Rohne
(1973) are also shown in figure 47. The NLR—HST data
were measured on the AEDC °1@one which is
rdescribed by Dougherty (1980). The HST data appear to
represent a maximum envelope of disturbance level for

: : . the test conditions in that wind tunnel. These data may
would be higher for the variable IGV data compared with . .
the variablg speed data, and the opposite pis true fol'Ot be directly comparable with the Langley 8-Foot TPT
M > 0.9 However the da'ta for the disturbance levels do®" NTF data because of the differences in the methods of

not show a similar tendency. From the results in measurement. However, all three wind tunnels appear to

. : : have relatively quiet flows. The peak level for the
figures 31 and 46, the disturbance level in the NTF test : . .
section appears to be insensitive to variations in eitherNLR_HST is approximately 1 percent. On the basis of

the blade tip speed or the shaft power of the NTF fant.he data in f}gure a7, the NTF has low levels of test sec-
drive system. tion fluctuating static pressure as measured on the test

section sidewall, especially in the high-subsonic Mach

4.6.3.4. Comparison with other wind tunnelslhe number range from 0.7 t0 0.9.

fluctuating pressure coefficients measured on the NTF As mentioned previously, wall pressure fluctuations

test section RHS sidewall at station 13 for the minimum measured beneath a turbulent boundary layer are influ-
Reynolds number boundary in air (atmospheric stagna-enced by disturbance levels generated within the turbu-
tion pressure and ambient temperature) and plotted inent boundary layer itself. There is an interaction of the

figure 40 are replotted in figure 47. Data from Jones turbulence with the mean shear and an interaction of the
(1991) for the Langley 8-Foot Transonic Pressure Tunnelyrbulence with itself. These disturbance levels represent
(8-Foot TPT) at similar test conditions are shown for g floor or minimum level that can be measured on a wall.
comparison. The Langley 8-Foot TPT data are from a| owson (1968) has derived the empirical expression for

pressure transducer located on the test section LHS sidesstimating this minimum level for attached equilibrium
wall at a station corresponding to the location of test tyrbulent boundary layers of

models. The LHS sidewall of the Langley 8-Foot TPT, B
which is downstream of the inside corner of turn 4 is p 0.006 (1)
similarly positioned to the RHS sidewall of the NTF. d 1+0.14u?

. No test quel was in the Langley 8-Foot TPT at the which is also shown in figure 47. Most of the wind tunnel
time of Jones’ (1991) measurements, but a nose CON-t2 are above this line

supporting five probes was mounted on the centerline
model support system of the wind tunnel. This model
support system regularly utilizes a pair of guy wires
downstream of the model location to provide lateral As indicated in figure A10, the NTF test section

restraint for the sting support system. A frequency spikegeometry variables consist of variable top and bottom
caused by vortex shedding from these guy wires wastest section wall divergence angles, variable reentry flap

4.7. Effect of Test Section Geometry Variables
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angles, and variable top and bottom model support sec- At M > 0.6, the disturbance levels are greater in
tion wall angles. The role of the test section wall diver- nitrogen than in air. A comparison of the power spectra
gence in controlling longitudinal static pressure gradientsfor these conditions (figs. 51(e)-51(l)) showed that the
has already been mentioned. The reentry flaps can simiincrease was primarily broadband with no apparent par-
larly control pressure gradients near the downstream endicular frequency selectivity. The frequency peaks that
of the test section. The model support section wall anglewere so prominent in the power spectra of the test section
variation was used in the downstream choke test to formpressure transducers at these test conditions (figs. 26
a minimum flow area at the location of the reentry flap and 27) were not evident in the power spectra at the
hinge line. All three variables affect the wind tunnel liquid nitrogen injection station.
power consumption. The results of the steady-state cali-
bration (private communication from M. Susan Williams To gain further insight into the effect of liquid nitro-
and Jerry B. Adcock of the NTF staff) were used to selectgen injection, the output of the dynamic instrumentation
settings of these geometry variables for normal operationwas continuously recorded as the injection process was
of the wind tunnel, and these settings were used for theabruptly turned off. The initial test conditions for the
dynamic measurements as well. cutoff test wereM = 0.8,R=12.6x 10° ft ™%, p, = 20 psi,
and T;=-16C°F. A playback of the continuously
The effect that the test section geometry variablesrecorded data is shown in figure 52 for the settling cham-
have on the disturbance level in the test section wasper, the test section RHS sidewall at station 13, the high-
investigated briefly by varying each setting through a speed diffuser, and the liquid nitrogen injection station.
small range while the other two were held fixed. The The initiation and completion times for the cutoff of
results are shown in figure 48 for the test section RHSijnjection are shown on the upper grid line. The total
sidewall at station 13 foM = 0.8 andR=6x 10° ft™™. cutoff time from initiation to completion took about
With the exception of the test section wall divergence 12 sec. The time for a disturbance to propagate by
angle of 0.3, all the effects are slight. Broadband (0 to convection completely around the tunnel circuit at this
20 kHz) power spectra for the rms data in figure 48 aretest condition has been estimated to be slightly less than
shown in figure 49. For the data point at®0u&ll diver- 7 sec. The effects of the nitrogen cutoff are so impercep-
gence in figure 48(a), the power spectrum in figure 49(a)tible in figure 52, and the moment of cutoff is nearly
does not show any frequency spikes, only a small broadimpossible to detect from the transducer signals. As will
band increase in disturbance level in the frequency rangehe discussed in section 4.9, the settling chamber distur-
from=100 Hz to=2 kHz. Figure 48 shows that the lowest bance level may be influenced by the gaseous nitrogen
levels of disturbance are obtained at test section wallexhaust which is automatically controlled by the wind
angles from parallel to slightly converged, reentry flap tunnel control process to maintain stagnation pressure
angles away from the flow, and model support wall when the nitrogen injection is stopped.
angles toward the flow.
During the cutoff procedure, the wind tunnel control
4.8. Effect of Liquid Nitrogen Injection system maintained the Mach number and the stagnation
pressure. The stagnation temperature increased rapidly
A process capable of spraying as much as 1000 Ib/and the test was terminated after a temperature increase
sec of volatile liquid in a confined space has the potentialof 25°F. Because the Mach number was being held con-
of having a significant influence on the test section dis- stant, the velocity increased with the temperature.
turbance levels. Tests in the air mode and in the nitrogerBecause of the rapid increase in temperature and velocity
mode provided an opportunity to compare the distur- following the nitrogen cutoff, the test conditions were no
bance levels at the liquid nitrogen station both with and longer completely constant, and the statistical analysis
without injection but at otherwise substantially the same methods used herein were no longer strictly appropriate.
test conditions. This comparison is shown in figure 50 at However, because the disturbance amplitude did not
R=6x 10°ft™L. The pressure coefficient data are plotted show drastic changes as seen from the time history traces
as a function of the test section Mach number. Becausen figure 52, a short relatively stationary time sample of
the liquid nitrogen injection station is downstream of the about 10 sec before and after cutoff was analyzed for
test section, the choke effect at the test section does ngtower spectral content and rms level. The power spectra
tend to reduce the disturbance levels as test section soniare shown in figure 53 for the same four wind tunnel sta-
speeds are approached, and the disturbance levelsons whose time traces are shown in figure 52. The rms
continue to rise as the Mach number is increased. Powelevels listed on the power spectra indicate that the set-
spectra for the rms data in figure 50 are shown intling chamber disturbance level decreased slightly when
figure 51. the liquid nitrogen injection was stopped and either
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remained the same or increased slightly for the other Some possible sources of disturbance will be exam-
three stations. Sound pressure levels in dB rgR20are  ined next to see if they could be responsible for the large
also shown in figure 53. differences between the rms data in figures 54 and 55.
The settling chamber power spectra for the maximum

The apparent lack of influence of the liquid nitrogen and minimum Reynolds number boundaryvet 0.8 are
injection process on the level of flow disturbances shown in figure 56. A comparison of the power spectra

detected in the test section may be associated with thghows that at frequencies abe&kHz, the higher levels
presence of suspended droplets in the liquid nitrogenof disturbance for the maximum Reynolds number
spray. Such a droplet suspension could be inhibiting theboundary are primarily broadband. However, the contri-
upstream propagation of broadband fan noise similar tobution at these frequencies to the overall power is slight.
the attenuation of sound propagation in atmospheric fogThe major differences between the maximum and mini-
and partially offsetting any direct noise created by the mum Reynolds number boundary power spectra are in

injection process. three broad peaks with most of their power concentrated
below =1.2 kHz. The lowest of the three broad peaks

4.9. Fluctuating Pressure Coefficient in Settling contains a small peak at the blade passage frequency of
Chamber 150 Hz and another small peak at 110 Hz, which is prob-

ably associated with vortex shedding from the tubes of
The fluctuating pressure coefficients for the settling the heat exchanger. The small peak at 35 Hz is probably
chamber at the test conditions along the maximumassociated with vortex shedding from some of the heat
Reynolds number boundary in the nitrogen mode areexchanger support structure, which consists of vertical
shown in figure 54. In this and subsequent figures show-plates on either side of the individual tube bundles in the
ing the settling chamber disturbance levels, the fluctuat-heat exchanger. The minor peak at 2165 Hz is probably
ing pressure coefficients are formed by using the associated with vortex shedding from the screen wires.
dynamic pressures in the settling chamber and are plottedhe tentative frequency identifications just referred to
as a function of the Mach number or Reynolds number inand that follow are based on the assumed Strouhal
the test section. Although the coefficient levels are number for the vortex-shedding characteristics of each
higher in the settling chamber, a significant resemblancecomponent.
exists between figure 54 and figure 37, which showed the

disturbance level in the test section for the same test con At the maximum Reynolds number boundary test
o : condition, the fan was operated at its synchronous speed
dition. For the settling chamber, a sharp drop-off of the - w P 1S Sy us Sp

fluctuati ficient f .~ of 360 rpm. The 25 blades of the fan produce distur-
uctuating pressure Coetlicient occurs rom approxi= p,,.a5 gt the fundamental blade passage frequency

mately 0.275 a4 = 0.8, to gpproxmately 0.'125 as sonic BPF) of 150 Hz and harmonics at integral multiples of
speeds a.re_approache.d in the test section. The simil hat frequency. Except for the fundamental tone at
chara_lcterlstlcs shown n flgures_37 and 54 suggest tha 50 Hz, none of the blade passage harmonic frequencies
tr]l? disgjrga?ﬁe :eve:s In tthhe stettltlng cpamberr]_a[]e_st(;pni]lyare apparent in the spectrum for the maximum Reynolds
artected by the Ievels in the test section, which Indicate , o, boundary. At the minimum Reynolds number

that these disturbances may originate in the test SeCtiorboundary test condition, the fan was operated at its maxi-

or further downstream and propagate upstream from themum speed of 600 rpm. The fundamental BPF of 250 Hz
test section into the settling chamber. This supposition is:

is barely evident among other minor peaks in that fre-
furth ted by the effect of the d t hoke, - - -
vl\jrrlicﬁr issur?s%%rvfn fgr trelee rﬁlcn ir?wume Rg;vr?cflcrjzarr?u(r:nt?ere guency range. The first, second, and third harmonics of

boundary in air in figures 55(a) and 55(b) with the test H;ShBefEa?:ng)oon(i)clgza;r?noor Z, and 1000 Hz are evident but

section slots open and covered, respectively. When the
downstream second minimum cross section is actively  For the rest of the low Reynolds number boundary
choking flow, the fluctuating levels drop to the same power spectrum, the only peaks which can be tentatively
level as when sonic speeds are approached, which mirroidentified are again the following vortex-shedding
the results of the test section. (See fig. 41.) However,frequencies: at 50 Hz from the support structure of the
there is a significant difference between the levels for theheat exchanger, at 210 Hz from the heat exchanger tubes,
maximum Reynolds number boundary (fig. 54) and the and at 3420 Hz from the screen wires. These tentatively
minimum Reynolds number boundary (fig. 55(a)), which identified sources for the minimum and maximum
raises the question of whether other influences (e.g., posReynolds number boundaries represent only a small
sibly fan noise and other disturbances caused by thdraction of the total power in the respective spectra. If the
wide-angle diffuser, the heat exchanger, and the screensjource identifications are correct, these sources cannot
are present in the settling chamber as well and bias thdy themselves be responsible for the differences in the
results from minimum to maximum Reynolds number.  disturbance levels, and some other as yet undetermined
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source must be a factor. Note that disturbances from then the settling chamber are relatively insensitive to the
wide-angle diffuser have not been eliminated from differences in the test conditions in this intermediate
consideration, but these disturbances would likely be Reynolds number range. Data taken across a broad range
broadband in nature and not cause the discrete peaksf Reynolds numbers & = 0.8 are shown in figure 60
which have been observed. Another possibility is the for three test conditions: constant drivepower of 30 MW,
venting region in the crossleg between turns 3 and 4. Forconstant stagnation temperature-@80°F, and constant
the minimum Reynolds number boundary in air, the vent stagnation pressure of 43.2 psi. These data are also rela-
valves are normally closed. However, the valves are opertively insensitive to the difference in the three test condi-
for the maximum Reynolds number boundary in nitrogen tions but show an increasing level of disturbance with
and vent a mass flow at a rate equal to the liquid nitrogenincreasing Reynolds number. The effect of the variation
injection rate. of fan drive power is shown in figure 61 figr= 0.8 and
) ) ) R=40x10° ft™1. The disturbance levels are relatively

_ The tests of air versus nitrogen provide an opportu-jnsensitive to changes in fan drive power with only a
nity to compare the settling chamber disturbance Ievelssnght tendency to decrease with increasing fan drive
both with and without venting at otherwise similar test power. Figures 59-61 show that the settling chamber
conditions. The fluctuating pressure coefficients in the yegponses are similar to those observed in the test section
settling chamber for these two tests are shown inyhere disturbance levels are a strong function of Mach
figure 57 for a test sectioR = 6 x 10° ft . Power spec-  yymper and relatively insensitive to fan drive power.

tra at selected Mach numbers for the test points inajthough still slight, the effects of Reynolds number
figure 57 are shown in figure 58. Because the test condi-ypnear more distinct in the settling chamber.

tions for the air and the nitrogen mode tests are nearly
id_entical, the differences petween_ t_he tests should be 4 10 Fluctuating Pressure Coefficient in
directly attrlbuta_\ble to the nitrogen injection process and High-Speed Diffuser
the accompanying venting. The data in figure 50 showed
that the injection process did not have much effect at the ~ The pressure transducer in the high-speed diffuser
liquid nitrogen injection station. The injection process Was installed on the LHS at midheight, about halfway
can be assumed to have even less effect at the settlingownstream at station 68. The fluctuating pressure coef-
chamber, so the differences that are observed can bécient was formed with the dynamic pressure in the test
attributed primarily to the venting. section, and the coefficients were plotted as a function of
test section Mach number. Data for the comparison tests
The fluctuating pressure coefficient data in figure 57 in air and in nitrogen at ambient temperatures are shown
show an increase in the disturbance level across then figure 62 forR=6x 10° ft™1. Just as with the liquid
Mach number range for the nitrogen testMA2 0.6, the  nitrogen injection station data, the disturbance levels
power spectra in figure 58 show both narrowband andcontinue to rise as sonic speeds in the test section are
broadband increases. M =0.2 in the nitrogen mode approached and exceeded because the measuring station
(fig. 58(a)), the peak at 3.2 kHz is thought to be due to anjs downstream of the test section; there is no tendency for
acoustic standing wave associated with the heatthe choke effect at the test section to reduce the distur-
exchanger in the settling chamber. This tentative identifi- pance levels as test section sonic speeds are approached.
cation is based on the observation that the frequency didn fact, the tendency is for the disturbance levels to rise
not vary with velocity changes but did vary approxi- more steeply forM > 0.8 probably as a result of the
mately with the square root of the absolute temperature formation of unsteady shocks between the end of the test
and the lateral spacing of the heat exchanger tubes wagection and the beginning of the diffuser with their
about right for a standing wave of this frequency. At attendant increase in noise levels.
M =0.2 and 0.4, the air mode test data show major fre-
quency peaks at 14.8 kHz and 15.3 kHz, respectively,  4.11. Fluctuating Pressure Coefficient in Plenum
which are not present in the nitrogen mode test data. No ) )
information is currently available on the noise character- ~ The pressure transducer in the plenum was installed
istics of the vent region on which to base any further On the RHS at station 0, near the plenum wall, and at the
comment. This area of the wind tunnel circuit and the S@me height as the test section top wall. The fluctuating
venting process require further study. pressure coefficients calculated with thg test section
dynamic pressure are shown as a function of the test
Figure 59 shows comparative data taken at two section Mach number in figure 63. The test conditions
different test conditions in the nitrogen mode: one at represented in figure 63 are the comparison tests for air
constantR = 40x 10° ft™1 and constant fan drive power and nitrogen aR=6 x 10° #71 and the minimum and
of 30 MW and the other at constgpt 43.2 psi and con- maximum Reynolds number boundaries, respectively.
stantT; = —25C°F. The fluctuating pressure coefficients The disturbance levels in the plenum for these test
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conditions are very low and increase from about 0.001 towas not possible and evidence of their existence in the
0.002 with an increase in Mach number from 0.2 to 1.05. power spectra is not strong.

There is very little difference between the air and the
nitrogen mode test results Rt 6 x 10° ft ™1 or between
the minimum and maximum Reynolds number
boundaries.

Multiple acoustic resonances can exist in the ple-
num, but these disturbances have not been considered in
the present analysis. However, wind tunnel models sub-
ject to unsteady load are, therefore, sources of excitation
and can be affected by one particular kind of resonance
associated with the ventilated test section walls and the
plenum. For this kind of resonance, the model is the
source of the excitation either through forced oscillation
or aeroelastic vibration response such as flutter or buffet.
In this test section plenum resonance, transverse waves
from the test section are partially transmitted through the
test section plenum boundary, travel outward into the
plenum, and are reflected from the outer plenum walls

Power spectra for the minimum Reynolds number
boundary data forM=0.2 to 0.642 are shown in
figure 64 for a frequency bandwidth from 0 to 1 kHz. At
M = 0.2 (fig. 64(a)), line frequency interference peaks at
multiples of 60 Hz are quite evident. The somewhat
elevated disturbance level shown for the rms fluctuating
pressure coefficient at this Mach number in figure 63(b)
may partially result from the line interference present in
g:; Tviiizrzwe;:éggieqtgii tziISnI:Ia:‘?oﬁ(iiztlgrea::ucrﬁng back f[o_the ventila}ted wall intgrface. If the returning
measured at the lowest operating condition of the tunnel V2V€ 1S 1N phase with the outgoing wave, resonance will
At most other conditions, the data signal is of sufficient oceur.

magnitude that the small line frequency interference is This kind of resonance problem has been studied by
not an appreciable part of the measuremenMAt0.3 Mabey (1978), Barger (1981), and Mokry (1984) who
(fig. 64(b)), the line frequency interference is still evident developed analytical solutions; more recently, Lee and
but not nearly so intrusive as at the lower Mach number.Baik (1991) extended a finite element numerical solution
At the higher Mach numbers, the line frequency interfer- to include the slotted wall boundary conditions. For reso-
ence is still identifiable in some places but is not a signif- hance frequency estimates in the NTF, the closed form
icant part of the measurement. results of Barger were applied because that analysis used
accurate boundary conditions for the slotted walls. The
All of the power spectra in figure 64 show that many calculated fundamental frequencies for the test section
disturbance peaks affect the plenum. Few, if any, of theplenum resonandg are indicated in the power spectra in
peaks can be positively identified as to source except, offigures 64(a)-64(e) up t = 0.6. ForM > 0.618, the
course, the line frequency interference. Another possiblesplution changes character, the reflection from the slotted

exception is the fan BPF, which is known fairly accu- boundary is complete, and the influence of the plenum is
rately. The BPF is noted on each of the power spectra. Agreatly diminished.

careful examination of the power spectra shows peaks at )

or very near this frequency. For instanceMat 0.6 to The presence of the test section plenum resonance
0.642 (figs. 64(e)—64(g)), the BPF is 227 Hz. There is aPeaks cannot be confirmed in the power spectra in
modest peak in the power spectra at 221 Hz. The frefigure 64. In the absence of discrete excitation as might
1 Hz so this peak is not close enough in frequency to pgParticular form of resonance is not considered to be a
identified as the BPF. However, the peak at 221 Hz isProblem in the NTF. Apparently, flow unsteadiness by
peak might be there as well. A higher resolution power able levels.

spectrum in figure 65 fox = 0.6, which corresponds to

the power spectrum of figure 64(e), shows a separate, (¢
peak of about 225 Hz, which probably corresponds to the.
fan blade passage frequency peak.

From the power spectra in figure 64, the excitation
ociated with fan blade passage frequencies, character-
istic slot frequencies, and slotted wall plenum resonances
do not contribute significantly to the level of disturbance

o measured in the plenum.
Mabey (1976) has indicated that the slots themselves

can be sources of regular disturbances with characteristic
slot frequencies having Strouhal numbers in the range of
0.03 to 0.04 based on slot width. If a slot Strouhal In a shear layer, disturbance patterns are transported
number of 0.035 is assumed, then the characteristic slotvith the stream at some fraction of the free-stream veloc-
frequencied; for the NTF slots are as indicated on the ity, which depends on the scale of the disturbance and its
power spectra in figure 64. Positive correlation of theselocation within the shear layer. The magnitude of the

frequencies with frequency peaks in the power spectratransport velocity generally depends on the frequency of

4.12. Convection Velocities
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the disturbance and on the separation distance oveReynolds number boundary are shown as a function of
which it is measured. Mach number. The data for the minimum Reynolds num-
) ~ ber boundary (air mode with slots open) are repeated
In the NTF, the overall streamwise convection from figure 68 for comparison. The convection velocity
velocity ug(x) was measured in the test section. Three ratios for intermediate Reynolds numbergiat 43.2 psi
pressure transducers were spaced 2.25 in. apart streamye also shown. There is a positive increment of about
wise on the test section RHS sidewall at station 13. Crosg) o5 in convection velocity ratio from the minimum to
correlations of unfiltered signals from an adjacent pair of the maximum Reynolds number boundary with most of

these transducers were used to obtain the transit timgnhe increment occurring between the low and intermedi-
between the two transducers for disturbances convectingie Reynolds numbers.

downstream. A sample cross-correlation plot is shown
in figure 66 forM = 0.998 andR=6.1x 10° ft™L. This lusi

measurement was made in the nitrogen mode at ambienq" Conclusions

temperatures. For this test point, an overall streamwise  pynamic measurements of the fluctuating static
convection velocity ratia(x)/V = 0.746 was computed. _ pressyre levels have been made at 11 locations in the cir-
Data for this and other Mach numbers from 0.2 t0 1.05yit of the NTF across the complete operating range,
are shown in figure 67 for comparison with similar data yhjch resulted in flow disturbance measurements at the
measured in air. The agreement between the two Sets gfjghest Reynolds numbers available in a transonic
data is sufficient to indicate that there are no significant groyngd test facility. Tests were made with independent
differences in convection velocities in the two test gases.yariation of Mach number, Reynolds number, and fan
Although the convection velocity ratio is relatively con- grive power; for each test, two of the three parameters
stant across the Mach number range@u6, there is @ yyere kept constant, which for the first time allowed a
slight tendency for the level to rise with increasing Mach stinct separation of the effect of these important param-
number. eters. Tests were also made with independent wind
tunnel speed variation by either fan speed or inlet guide

A similar comparison is shown in figure 68 for slots

open compared with slots covered. These data Were;/g

measured in the air mode along the minimum Reynolds
number boundary. Again, comparative data indicate no
significant difference between slots open and slotsq
covered. The overall convection velocity ratio of 0.74 at
minimum Reynolds numbers is slightly lower than for
R=6x 1P ft™1 with a slight tendency for the level to
rise with increasing Mach number. Because Reynolds
number increases with increasing Mach number along
the minimum Reynolds number boundary, the apparent
increase of convection velocity ratio with Mach number 2.
may really be a Reynolds number effect.

The effects of hot wall versus cold wall on the con-
vection velocity are shown in figure 69 fod =0.8.
There is a tendency for the convection velocities to be
higher for the hot wall condition than for the cold wall 3.
condition; overall, the convection velocity ratic=8.77.

The Reynolds numbers are not constant for these data
and range from=7.5x 10° ft™1 for the cold wall data to
=10x 10° ft ™1 for the hot wall data. The tendency in the
convection velocity data has been for the level to
increase slightly as the Reynolds number is increased?:
which might partially account for the apparent effect of
the hot wall in figure 69.

The effect of Reynolds number mentioned previ-
ously is somewhat more apparent in the data in figure 70
where the convection velocity ratios for the maximum

ne angle variation. An analysis of these dynamic
w disturbance measurements has led to the following
conclusions:

The results of tests to isolate the effects of Mach
number, Reynolds number, and fan drive power on
flow disturbance levels indicate that Mach number
effects predominate. The flow disturbance levels
appear relatively insensitive to Reynolds number and
fan drive power variations.

One of the primary sources of noise in the NTF

appears to be flow surface gaps associated with the
sidewall reentry flaps at the downstream end of the
test section. The gaps appear capable of producing
edge tones at some flow conditions.

The downstream second minimum flow area formed
on the top and bottom walls to choke the flow at
subsonic test section Mach numbers produces only
marginal reduction in the flow disturbance levels in
the test section at a choke= 0.8.

The effects on flow disturbance level of intentional
differences in temperature between the wall bound-
aries and the test gas are small with a tendency for
the cold wall to have a slightly higher disturbance
level than the hot wall. Smaller incidental tempera-
ture differences during the tests show an almost neg-
ligible effect on the data.

23



10.

11.

12.

13.

Although in general agreement, a comparison number variation in the NTF may indicate that the flow
between results in air and in nitrogen show differ- disturbances being measured could be due primarily to
ences that are thought to be caused at least in part bgperodynamic noise sources that are controlled by turbu-
a mismatch in velocity between the two tests. lent eddy viscosity effects. Such effects are typically
dependent on velocity and eddy sizes and independent of
Reynolds number. Mabey'’s theory specifically considers
the noise that emanates from the extraction region at the
downstream end of the test section where flows, which
Flow disturbance levels in the settling chamber have entered the plenum through the slots, reenter the
appear to be adversely affected by the gas-ventingmainstream. The results in this report do not specifically
process, which occurs during cryogenic operations confirm Mabey’s theory, but the comparison at high-sub-
with nitrogen. sonic Mach numbers between slots open and slots cov-
ered (fig. 41) is consistent with it.

The liquid nitrogen injection process does not con-
tribute significantly to the level of flow disturbance
in the test section.

Tests with the slots covered show reductions in the
test section sidewall static pressure fluctuation levels The lower flow disturbance levels in the test section

only atM > 0.6. at M<0.6 with the slots open compared with slots
Test section sidewall static pressure fluctuation covered may be connected with the partial transmission
levels are relatively independent of the test sectionof waves at the slotted wall-plenum interface, which
geometry settings of wall divergence, reentry flap allows test section disturbances to pass through into the
angle, and model support wall angle. plenum atM < 0.618. Waves that enter the plenum may

be subject to dissipation effects through multiple reflec-

Wir?d }unnel spdee?] changes _c?n be'dobtained Witlhtions from the thermal insulation surface on the interior
either fan speed changes or inlet guide vane angieyf q pressure shell or may become trapped by plenum
changes with no significant difference in test section

flow disturb level structural elements. AM > 0.618, the reflection of

ow disturbance levels. waves from the slotted boundary is complete, and the

Fan blade passage frequency peaks are not a signifittenuating influence of the plenum could be greatly

cant contribution to the flow disturbance levels in the diminished.

wind tunnel at most operating conditions. These

frequency peaks are only apparent in the power  Although considered separately in the list of conclu-

spectra at low tunnel operating conditions (i.e., low- sions, the effect of fan drive power variation and the

Mach number, low-stagnation pressure, and low fan comparison of fan speed versus inlet guide vane angle for

drive power) when the background level of distur- changing wind tunnel speed, when taken together, indi-

bance is sufficiently low. The disturbances associ- cate that the flow disturbance levels in the NTF test

ated with the characteristic slot frequencies and slot-section are insensitive to either the fan blade tip speed or

ted wall-plenum resonances are also insignificant.  the fan shaft power. The relationship, if any, between this
apparent insensitivity and the extensive noise attenuation

Overall streamwise convection velocity ratios traatment of the fan nacelle nose cone and tail cone was
Uc(x)/V measured with the use of unfiltered pressure .+ qetermined.

transducer signals on the test section sidewall are rel-

atively unaffected by the change in test gas from air g apnarent lack of influence of the liquid nitrogen
to nitrogen, by open or covered test section SIots, Ofjniaction process on the level of flow disturbance
by differences in wall-to-gas temperature. The Con- yetacted in the test section may be associated with the
vection velocity ratios increase slightly with increas- presence of suspended droplets in the liquid nitrogen
ing Reynolds number. spray. Such a droplet suspension could be inhibiting the
A comparison with other transonic wind tunnels upstream propagation of broadband fan noise similar to
shows that the NTF has low levels of test section the attenuation of sound propagation in atmospheric fog,
fluctuating static pressure especially in the high- which would partially offset any direct noise created by
subsonic Mach number range from 0.7 to 0.9. the injection process.

Some additional comments on the measured data

beyond those specifically enumerated are included here.

NASA Langley Research Center
From comments by Mabey (1991), the weak sensi- Hampton, VA 23681-0001

tivity of the measured flow disturbances to Reynolds October 23, 1995
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Appendix A by liquid nitrogen spray droplets, and reduction in the
injection noise levels which reaches the test section.

Detailed Description of NTF The aerodynamic design of the NTF has been

The National Transonic Facility (NTF) is a single- Strongly influenced by the need for economy of opera-
return pressurized transonic cryogenic wind tunnel with a 1on- The cryogenic concept permits the achievement of
slotted square test section and can operate at Mach nunfli9h Reynolds numbers at relatively low energy con-
bers up to 1.2, pressures up to 130 psi, and temperature!Mption levels compared with other high Reynolds

down to-32C°F. Specific components of the wind tunnel NUMPer ground test facility concepts. However, even for
are described in this appendix. the cryogenic wind tunnel, the overall consumption of

energy is high and must be carefully managed. The prin-
cipal energy requirement of the NTF in the cryogenic
mode of operation is the energy consumed to produce the

Thermal insulation for the wind tunnel (shown liquid nitrogen used for cooling. To minimize the cost of
shaded in fig. 6) is internal rather than external to the nitrogen required to pressurize the tunnel and to reduce
pressure shell. The internal insulation shields the pres-the cost of the pressure shell, the internal volume of the
sure shell from large temperature changes as the windNTF circuit was designed to be as small as practical.
tunnel temperature is varied during the cryogenic modeWithin this limitation, the settling chamber was made
of operation. Because the pressure shell with its largewith as great a length as the economics of the pressure
thermal inertia is not directly subjected to changes in gasshell and the internal fill volume would permit.
temperature, liquid nitrogen consumption is reduced and
thermal cycling of the pressure shell is avoided.

Thermal Insulation

The corners of the NTF circuit are mitered to form
90° turns. The turning vanes in these corners have an

The insulation is a closed-cell, high-density, rigid arithmetically progressive spacing, which was intro-
foam of modified polyurethane material varying in thick- duced initially by Dimmock (1950) for gas turbine
ness from=6.0 to 7.5 in. and is attached to the inside of research and used in other wind tunnels such as the LaRC
the pressure shell as shown in figure Al. Its excellent0.3-Meter Transonic Cryogenic Tunnel and the Defence
fire-retardant property is an important feature for any Research Agency (DRA) (formerly Royal Aerospace
material used in a wind tunnel such as the NTF, which Establishment (RAE)) 5 Metre Pressurized Low Speed
can be pressurized to 130 psi in air. As shown in figure 6,Wind Tunnel.
the insulation is completely isolated from the flow by an
internal aerodynamic liner in the high-speed section of Wide-Angle Diffuser
the wind tunnel from the beginning of the wide-angle ] ] o ]
diffuser downstream to the end of the high-speed  1he wide-angle diffuser shown in figure A4 is
diffuser. Except for the fan shroud region, the insulation located immediately upstream of the settling chamber.
in the remainder of the wind tunnel circuit is separated 1ne use of a wide-angle diffuser at this location mini-
from the flow stream by a relatively thin liner as shown mlzed.the dla_meter of the return duct of the tunnel circuit
in figure A1. For economy of fabrication, the liner plates Put still permitted a large settling chamber and a high-
shown in figure A2 are flat aluminum panels installed in contraction ratio with its attendant benefits on wind

a 24-sided polygon cross-sectional shape in the wind tunfunnel performance and flow quality. The wall curvature
nel essentially from turn 1 to turn 4. in the wide-angle diffuser was designed in the manner

described by Kiichemann and Weber (1953) for a nearly
constant static pressure along the walls in the streamwise
direction. This desired pressure gradient with its reduced
The principal components of the NTF circuit are tendency for boundary layer separation is obtained by
shown in figure A3. As previously mentioned, the cryo- proper curvature of the walls. The centrifugal force
genic mode of operation uses nitrogen as the test gascting on the flow as it follows the curved wall contour is
with cooling accomplished by the injection of liquid balanced by the stream pressure gradient as the flow is
nitrogen directly into the flow stream. The liquid nitro- slowed by the increased area of the wide-angle diffuser.
gen injection nozzles are located upstream of the fanAt the downstream end, the flow must be returned
nacelle. Adcock (1977) has shown that liquid nitrogen toward the axial direction. In the NTF, the turning is
injection upstream of the fan results in lower power accomplished by the finned tube heat exchanger, which
requirements and lower liquid nitrogen flow rates when also contributes to the downstream pressure loss required
compared with downstream injection. This location may to prevent flow separation from the diffuser walls. The
also be more favorable for complete evaporation of theheat exchanger cooling water tubes are elliptical in cross
injected liquid, attenuation of upstream moving fan noise section and are oriented vertically. The plate-like fins

Principal Components
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attached to the tubes are oriented horizontally. The aeromovable structure that can be detached from the rest of
dynamic and gravity loads on the heat exchanger arethe contraction and moved upstream within the pressure
supported by a truss with radial and annular elementsshell to permit deployment of one of two isolation valves
located near the downstream end of the wide-anglethat seal the test section and plenum from the rest of the
diffuser. The annular elements have been shaped taircuit. The isolation valves permit access to the test sec-
conform to the flow field curvature in the streamwise tion without depressurizing the entire tunnel circuit.
direction. The wide-angle diffuser has an exit-to-inlet

area ratio of 2.08:1, a length-to-inlet diameter ratio of Test Section

0.465:1, and an exit wall angle of about.61 i . o
A plan view of the NTF test section is shown in fig-

ure A6. The design of the NTF test section closely
resembles that of the Langley 8-Foot Transonic Pressure
The exit of the wide-angle diffuser is followed by a Tunnel, especially in the flow reentry region at the down-
settling chamber approximately 19 ft long. There are stream end of the test section. The cross section is nomi-
four turbulence damping screens in the settling chambemally 8.2 by 8.2 ft square with flat corner fillets at45
that are spaced 2 ft apart with the last screenwhich results in a test section throat cross-sectional area
approximately 5 ft from the beginning of the contraction. of 66.77 f€. There are six longitudinal slots in each of
The four screens are identical; the square-mesh wirethe horizontal (top and bottom) walls and provision for
cloth is woven of 0.032-in-diameter wires at a spacing two slots in each of the vertical (side) walls.
of 6 wires/in. with a resulting porosity of approximately )
0.65. Because of the large diameter (35.7 ft) of the set-  The NTF slot shape for the top and bottom walls is
tling chamber and the high pressure (130 psi) at whichShOW”_ in figure A7. In the test section length norma]ly
the NTF can operate, the limiting factor in the selection 0ccupied by test models, the slots are of constant width
of the screens was the stress in the screen wires undd}-€-- Open area ratio of 6 percent). The upstream length
load. The 18-ft-wide rolls of screen cloth are joined Of the slots is contoured to obtain a uniform Mach
together at their edges by butt-welding the individual Number distribution at a Mach number of 1.2. The
wires thereby producing aerodynamically clean seams.contour shape was designed with a modified method of
The screens are installed preslacked to allow them tocharacteristics developed by Ramaswamy and Cornette
deflect about 2 ft downstream under maximum load as a(1980). The side wall slots are currently blanked off

Turbulence Damping Screens

means of reducing the screen wire stress. which provides a solid side wall. Because the current
configuration of the test section is only slotted on the top
Contraction Section and bottom walls, the overall wind tunnel open area ratio

, i ] is then 3 percent.
The contraction section has an area ratio 14.95 to 1

and was designed to produce uniform flow at the throat ~ The length of the slotted region is approximately
under choke conditions (i.e., to have an essentiallythree test section widths. The side walls are parallel to
straight sonic line). The prescribed area distribution for €ach other, but the top and bottom walls have flexures at
the contraction was calculated by a streamline curvaturethe upstream end which permit variation in wall angle
method developed by Barger (1973) for axially symmet- from approximately 0.5converged to 10diverged. As

rical flow with the use of the exact equations for an invis- shown in the sketches of figures A8 and A9, the side-
cid compressible flow. walls have provision for three large windows for flow

i ) field observations; smaller ports are located in the top,
The NTF contraction consists of the three subsec-po110m, and side walls for lighting and viewing.

tions shown in figure A5. The first subsection is axially

symmetrical with the prescribed area distribution Remotely adjustable reentry flaps equal to
matched exactly. The second subsection is a transition oR0-percent slot length are located at the downstream ends
the cross-sectional shape from round to flat-sided with of the slots. The angle of these flaps can be varied to con-
radial corner fillets of progressively shorter radius and trol test section flow gradients and to minimize power
arc length. Here, the prescribed area distribution isconsumption. The range of flap angle adjustment is from
matched only approximately. The third subsection is a4° toward the flow to 15away from the flow on the top
continuation of the essentially square cross section withand bottom walls and fronf@o 15 away from the flow
corner fillets; the corner fillet shape changes from on the side walls.

circular arc to flat approximately 9 ft upstream of the test

section. Model Support Section

The length of the contraction is approximately 48 ft. The model support section, which is located immedi-
An upstream 39-ft-long section of the contraction is a ately downstream of the test section, is rectangular in
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cross section with corner fillets that are tapered in thecones of the nacelle. These panels are shown in
streamwise direction. The side walls adjacent to thefigures Al13(a) and A13(b) for the nose and tail cone of
model support strut are indented to relieve strut block-the nacelle, respectively. These panels are intended to
age. The top and bottom walls in this section are attachedttenuate the fan noise propagating upstream and down-
to flexures at their downstream ends. The angle of incli- stream from the fan. As described by Lassiter (1981), the
nation of these walls can be varied from(@alls paral- design uses a dual Helmholtz resonator concept and pro-
lel to tunnel centerline) to approximately 4.mward vides approximately 13-dB reduction of fan noise at the
(leading edge toward flow). The vertical height offset test section. The geometry of the two-layer perforated
between the top and bottom test section walls and thesheet honeycomb lining that forms the dual Helmholtz
model support section walls is independently variable resonator acoustic panels is shown in figure A14.

from an offset near zero to approximately 8 in. This ver-

tical height offset can be varied as a function of wind The fan is powered by two variable-speed, wound-
tunnel flow conditions to accommodate varying reentry rotor induction motors and a synchronous motor with
flow requirements and, thus, to minimize wind tunnel maximum power ratings of 66 000 hp (49.2 MW) and
power consumption. Generally, test models are sting sup60 000 hp (44.8 MW), respectively. As mentioned previ-
ported from a circular arc strut as shown in figure A9. ously, the induction motors were salvaged from the
The elevation sketch in figure A10 shows the NTF test 4-Foot Supersonic Pressure Tunnel that was originally
section geometry variables including the geometry for jocated on the NTF site. As shown in the upper part of

the downstream choke. figure A15, the introduction motors are coupled to the
. ' fan driveshaft through a two-speed gear box with gear
High-Speed Diffuser ratios (motor-to-fan speed) of 835:360 in low gear and

835:600 in high gear. The purpose of the two-speed gear

The high- d diff h in fi All, i , . .
> NGSpesu CILSer sfowr & figurs 1S box is to provide a better match of the available motor

located immediately downstream of the model support i . i :
:torque with the required fan torque at different operating

section. It consists of two sections: a three-stage transi- h h i in i th th
tion section and a conical section. The three stages of th pmperatures. The synchronous motor Is in Ine with the
an driveshaft and rotates at fan speed at all times.

transition section approximate the area distribution of a
cone with a half-angle of approximately 2.6he same . _ _
angle as the actual conical section. The transition cross- ~ The maximum shaft power available from the drive
sectional shape progresses from a rectangular sectiofotor comblnatlon as a functlor_1 of fan rotational speed
with flat corner fillets to a fully round section in three IS shown in the lower part of figure A15 for both the
stages of nearly equal length. The flat corner fillets arehigh- and low-gear ratios. The synchronous motor is
faired out within the first stage of the transition. Except Operated at the fan shaft speed corresponding to the max-
for these fillets, the shapes in the transition sectionimum speed of the induction motors in the low-gear
consist of flat panels joined at the corners of the crossatio, and is brought up to synchronous speed by the
section by quarter-round conical sections. The diffuser,induction motors. The rotational speed of the induction
which includes the model support section, has an overalimotors is controllable within0.25 percent over the
area ratio of 2.92 to 1. As is the contraction, the high- entire range with a modified Kraemer drive control
speed diffuser is also a movable structure. It can beSystem.
detached from the model support section and moved
downstream within the pressure shell to permit deploy-  Under high-power conditions, when both the induc-
ment of the downstream isolation valve. (See fig. A9.) tion and synchronous motors are required, the fan is
rotated at the synchronous motor speed of 360 rpm
Fan Drive System (6 Hz), and wind tunnel speed control is accomplished by
variation of the inlet guide vane angles. At low-power
conditions when only the induction motor power is
equired, tunnel wind speed can be varied either by inlet
uide vane angle variation or motor rotational speed
}/ariation.

The fan is located 29 ft downstream of turn 2. As
shown in figure A12, the upstream fan nacelle fairing is
bent through that corner. The single-stage fan has 2
fixed-pitch blades fabricated of fiberglass-reinforced
plastic, and the fan load is changed by either the angle o
the 24 variable inlet guide vanes (IGV) upstream of

the fan or rotational speed. There are 26 fixed stators Bec?‘use co_ollng in the air mode of operation is
downstream. accomplished with the water-cooled heat exchanger, the

maximum usable power is limited by the design capacity
Flat acoustic panels are located on the fan nacelleof the heat exchanger cooling towers; this limit is
and the adjacent wind tunnel walls at the nose and tailapproximately 55 000 hp (41 MW).
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Exhaust System and 4; a sketch of the exhaust muffler and vent stack is
shown in figure A16. The maximum flow rate of liquid
When the NTF is Operating in the Cryogenic mode, nitrogen into the circuit is on the order of 9000 gpm or

liquid nitrogen is continuously introduced into the circuit approximately 1000 Ib/sec. The muffler and vent stack
to maintain temperature. To maintain pressure andare sized to exhaust an equal mass flow rate of gaseous

constant mass flow, an equal amount of gaseous nitrogefiitrogen. The exhaust system is also used to vent the
must be removed from the circuit. As seen in figure A3, tunnel pressure in either the air mode or nitrogen mode of

the exhaust ports are in the crossleg between turns ®peration.
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Figure A2. Return leg of the NTF circuit with aluminum liner plate flow surface.
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Figure A11. NTF high-speed diffuser.
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(b) Nacelle tail cone.

Figure A13. NTF nacelle fairings with artist's conception of flat acoustic liner panels.
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Appendix B The following geometrical ratios, which relate the
model size to the test section dimensions, can then be

Longitudinal Static Pressure and Mach recognized:
Number Gradients 1.k, = %X model blockage ratio
T
The longitudinal buoyancy force induced on a body 2 k. = S . to test seci i
by a static pressure gradient is .k, = A_T wing area to test section area ratio
I : . .
| = -
AF, = dp Ad, (B1) 3. kg = e model length to test section height ratio
0 dx Then

which, for a linear change in static pressure with longitu-
dinal distance, simplifies to Ac =21 dp/py kyks
X 3alp, dxh ky

(B10)

AF, = d—p Vv (B2)
X To avoid significant test section wall interferences,
where the volume is the recommended maximum limits for these ratios are
| given as follows:
V= J’o Ad, (B3) k, <0.005 (Baals and Stokes (1971))

. . . . k,<0. Monti (1971
A somewhat idealized cross-sectional area distribu- 2<0.05 (Monti (1971))

tion of a representative transport aircraft model is shown k;< 0.6 (Baals and Stokes (1971))
in figure B1. A polynomial fit to the area distribution can

be expressed as No firm criteria exist for what constitutes an accept-

able pressure gradient. In reality, the pressure gradient is

J o practically never exactly zero; even when it is quite
A X = Z An%(g (B4) small, higher order effects because of nonlinearity may
max T assume some importance. One possible approach is to

examine the magnitude of a gradient, which would cause
an increment in drag coefficient £0.0001 (i.e.x1 drag
count in the terminology of wind tunnel experimental-
ists). The nondimensionalized pressure gradient is
(B5) obtained from equation (B10) as

For simplicity, the polynomial in equation (B4) is limited
to its second order as shown in figure B1

A
X — 2X0G _XO
A A0I0

max

dp/p, 3 q k
0 = 5 AC, o i (B11)

Substitution of equation (B5) into equation (B3) results
in the volume for the second-order polynomial fit

and substitution of the previous values&€,, k,, k.,
_ 2|A B6 ’ x1 R R2
v = 31Amax (B6) andk, results in
After substitution of this result into equation (B2), the dp/p, - 000253 (B12)
longitudinal force is obtained from dx/h ' t
AF, = 2 9_P|Amax (B7) If perfect gas relations are assume/g is_solely_ a func- .
3 dx tion of Mach number, and the nondimensional static

pressure gradient can be plotted as shown in figure 15

If a coefficient form is introduced into equation (87), where the allowable gradients under present assumptions

then are those that fall below the line. Perfect gas relations are
AF adequate in this instance because the results are to be
_ x _2dp | ] . . .
AC, = TS - 3 dx q_SAmaX (B8) applied to air mode tests with the test section slots cov-
ered, the stagnation pressure near atmospheric, and the
and the various terms are nondimensionalized as stagnation temperature near ambient.

5 1 dplp, p A Test section gradients are often expressed in terms of
AC, = 5 = ! max (B9) Mach number instead of static pressure. With the
3a/p, dxh SIAT Aq assumption of perfect gas relations and the ratio of

43



specific heats of 1.4, equation (B12) can be rewritten inand is shown plotted in figure 16. The question of accu-

terms of Mach number as

dMm

racy of the measurement of the local static pressures that
make up the pressure gradient and the effect of this accu-

aM _ 0.00125\/|(1+0.2M2) (B13) racy on the computed magnitude of that gradient is
dx/h addressed in appendix C.
1.0
2d-order \\
polynomial \/ Ve, \
/ \
/ \
/ \
Typical \
/ transport/
7
/
/
| \
0 5 1.0

x/

Figure B1. Cross-sectional area distribution for typical transport model.
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Appendix C the x; coordinates is at the midpoint of the distribution
and the value of the intercept is to be used as the Mach

Accuracy of Test Section Pressure Gradients number at the midpoint. With this simplification equa-
by Least-Squares Method tions (C7) and (C8) become

The accuracy of individual pressure measurements a = 2X;P; (C9)
required for least-squares slopes of a given accuracy will 5 32
be evaluated here. First, the usual equations for a least- !
squares straight-line fit will be shown. In figure C1, the 1
deviation between th¢h data point and the least-squares b ==%P, (C10)
straight line is J

In equation (C9), note that the influence of a particular
data point?; depends on its positiof in the distribution

The sum of the squares of these deviations is to beand on the total number of points.

5 = P,—(ax +b) (C1)

minimized by Now, errorsg; are introduced in the data poirRs
j j such that
5% = > 5 = S [Pi—(ax +b)]? = min.  (C2) P = p e (C11)
i=1 i=
then
where the values of the slopeand the intercefi are to
be chosen to obtain the minimization IX(p+€)  ZIXp;  ZXE
a+Aa = > = >t (C12)
052 ZX; 2X; X
= = “2Zx[P,—(ax +b)] = 0 (C3)
a where the first term on the right may be associated with
5 the true value o and the second term with the error. A
%65 = 25[P,—(ax +b)] = 0 (C4) root-sum-square (rss) version of this latter term is
112
The summation is now understood to be &om 1 toj. [Z(xiei) }
ha = ———— (C13)
2 2
IxP;—aZx; —bZx, = 0 (C5) 2X;
SP.—asx.—jb = 0 (C6) For the National Transonic Facility (NTF) steady-state

calibration, the error in pressure measurement was

Equations (C5) and (C6) are solved simultaneously for _
andb & = $0.003p 54

P, —IxZP, then

a (C7)
5 - (x)°

_0.003p,,5

rss ~ 2 12
(2x7)

Aa (C14)

SXIX P —IX5P,
b =

(C8) Also, for the distribution of static pressure orifices in the
NTF centerline calibration tube, 25 orifices were spaced

Equations (C7) and (C8) are the standard equations tcgc)':l%pirém alength of 6 ft centered on test section sta-

determine the slope and intercept for a least-squares
straight-line fit to the data poin&. A simplification is 1 22
conveniently introduced here such that H%ing = 1.099

)
(ZXx)" = JZX;

i and

_ 0.003 Pmax
|:ldX/h |%rror 1.099 pt

which would be true, for instance, if the distribution of ﬁjp/p
the points were symmetrical about= 0. In the present t0
case, the simplification is justified because the origin for

(C15)
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The electronically scanned pressure (ESP) unit used for 1y o2

the steady-state calibration had a maximum pressure —%:x- 0 = 0.892
- ho g

range oft2.5 psi; if a worst case (lowest) value of total

pressure is taken as 15 psi, then the static pressure gradimd because the same ESP unit for pressure measurement

ent error term becomes was used, the pressure gradient error term equivalent to
equation (C16) becomes

fPeg 0.000455 (C16)
Udx/h Lérror ' ﬂjp/ Pt —

b Chrror — 0.00056 (C18)
The gradient error can be expressed in terms of Mach

number again with the assumption of perfect gas rela-The Mach number gradient error term then increases to

tions and the ratio of specific heats of 1.4 to get o2

2[]
9/2 +0.2M
21 0dM O _ E O
+0.2M — = 0.0004 (C19)
dM O = O.OOOSZLD— Cc17 LiX/ L rror M
"M Lo M (C1n

This indicates that the accuracy of the determination
During the dynamic investigation with the slots of test section longitudinal gradients for the configura-
covered, the longitudinal static pressure gradient wastion with the slots covered was slightly degraded
determined by a distribution of 13 test section wall static compared with that for the steady-state calibration. Equa-
pressure orifices in a length of 7.5 ft centered on test sections (C16) and (C18) and equations (C17) and (C19) are
tion station 13. In this case included in figures 15 and 16, respectively, for reference.

O
Q

o O \ Least-squares

straight line

Figure C1. Least-squares straight-line fit to pois..., P,
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Appendix D To help identify the source of this peak, observe that the
peak frequency changes with Mach number and therefore

Preliminary Test Results With Steady-State with velocity, which indicates that the source is likely

. . : . aerodynamic. Further, observe that the source is not
Calibration Probe Installed in Test Section choked off atM = 1.0, which indicates that the source is

As mentioned in section 3.3 on nitrogen mode testsnot downstream of the test section. With these readily
prior to the start of the present dynamic investigation andobvious clues, the probe upstream support cables would
while the steady-state calibration investigation was beingbe a reasonable suspect. To substantiate this suspicion,
planned, simultaneous testing for both the steady-statéhe vortex-shedding frequency of the cables was esti-
and the dynamic characteristics of the tunnel was considmated by assuming a Strouhal number of 0.2 and is
ered possible as an efficient use of the tunnel test timeshown as a function of test section Mach number in fig-
and of liquid nitrogen resources if the requirements for ure D3 for test conditions corresponding to the ambient
both sets of measurements could be satisfied concurtemperature, low-pressure air mode tests. The frequen-
rently. For steady-state calibration purposes, a long slencies of the peaks in the power spectra at these same test
der survey probe containing several hundred staticconditions are also shown for comparison, which indi-
pressure orifices was installed on the tunnel centerline;cate a reasonable probability that support cable vortex
the probe stretched the entire length of the test sectiorshedding is the source.
and extended well upstream into the contraction where it . . .
was secured with support cables as shown in figure D1. To determine the mggnltgde of th_e 'added dIS’[UI’.—
At the downstream end, the survey probe was mounted irPance, a notch or band-reject filter consisting of a combi-

the arc-sector centerbody, and the junction was aerody_natlon of low-pass and high-pass filters was used to filter

namically faired with the same fiberglass-reinforced the suspect peak. Filtered results were obtained for all of

plastic conical fairing as was used for this investigation. t_he power spectra and are shown bY the dashed Imes_ N
figure D2. The integrated rms fluctuating pressure coeffi-

Fluctuating static pressure data were taken at somecients for these power spectra are shown in figure D4.
of the test conditions covered in the steady-state calibra-The large reduction due to filtering (as much as 25 per-
tion. The test points for the power spectra shown incent atM=0.5 and 0.6) indicates the importance of
figure D2 are for test conditions near the maximum obtaining dynamic data with all extraneous interferences
Reynolds number boundary in the nitrogen mode removed. These preliminary results led to the decision to
(105 psi <p; < 125 psi and; = -25C°F). The data are for  obtain dynamic data under dedicated conditions with the
the test section RHS sidewall at station 13. A large peaktest section empty. The actual empty test section distur-
exists in the unfiltered power spectra and ranges in fre-bance levels were even lower than those indicated by the
guency frome1.5 kHz atM = 0.2 to=5.2 kHz atVl = 1.0. filtered data.
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Figure D1. Centerline calibration probe with support cables in NTF test section.
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Figure D2. Power spectra obtained with centerline calibration probe in test section; test section RHS sidewall at st@&opsildp; < 125 psi;
T, = —250°F.
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Figure D3. Calculated and measured vortex-shedding frequencies of centerline probe,cablepsi;T; = 12C°F; air
mode.
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Figure D4. Effect of filtering centerline calibration probe support cable vortex-shedding frequency on fluctuating pres-
sure coefficient.
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Appendix E velocity u. in the free-shear layer and the time for an
acoustic disturbance emitted by the interaction of the

Estimation of Edge Tone Frequency in vortex with the downstream edge to travel back to the lip
Free-Shear Layer at an acoustic velocity through the quiescent region.

The subject of edge tones has been extensively stud- Thedacogstic vellocityhinf equation (E2) r:jasfbeend
ied as indicated, for example, by the survey paper on jet-2SSUmed to be equal to the free-stream speed of sound.

wedge edge tones by Karamcheti et al. (1969) and by th eller, Holmes, an(:) Covert (192.1) r:jave Zhown thatd
introductory paper on free-shear layer edge tones byP€lt€r agreement between predicted and measure

Hussain and Zaman (1978). The purpose here is not iJrequencies for cavities is obtained if the stagnation
analyze the edge tone generation characteristics of freegjee‘.j of 159%21”‘1 IS gseql. -}:h's ”.‘Od'f'ed form of the
shear layers but rather to investigate the plausibility thatROSSiter (1964) equation is then written as

edge tones occur in the National Transonic Facility
(NTF) test section. Attention is concentrated on aerody- f = %
namic gaps that exist at the downstream end of the test (L/ug) + (Licy)
section wall surface. These gaps are on the test section

sidevyall immediately upstream of _th_e Ie_adi_ng edges of 5; in reduced frequency form as
the sidewall reentry flaps and are visible in figure 43.

(E3)

A sketch of the gap profile is shown in figure E1. L m—y
The upstream lip is considered to act as the point of sepa- vV NViu) + (VIS) (E4)
ration of the wall boundary layer to form a free-shear c t
layer between the lip and the downstream wedge, which . . .
is formed by the leading edge of the sidewall reentry 1€ value for the convection velocity ratig'V used by

flap. As shown in the sketch, a vortex is considered to beROSSiter was 0.57. The lag factphas been shown by

periodically shed from the lip, to travel downstream in ROSSiter to be a function of the length-to-depth ratio of
the free-shear layer, and to impact on the wedge, Whichthe cavity and diminishes nearly linearly from a value of
creates an edge tone; an acoustic feedback signal i9-54 Iat a Length—to;]dept_h ra;no. of 861 to a Val:ﬂ.le Off ?.'25
assumed to travel through the quiescent region on the®t & length-to-depth ratio of 4:1. The gap profile of fig-

plenum side of the free-shear layer and sustain the tone. U'® E1 is considered to represent an open cavity with a
length-to-depth ratio approaching zero because the ple-

This tone phenomenon appears similar to what isnum wall is on the order of 9.0 ft from the test section
encountered in open cavities. An expression for the fre-sidewall.

guency of periodic disturbances found with open cavities ] .
was given by Rossiter (1964) as Reduced frequencies calculated from equation (E4)

for the test conditions of figures 27 and 35 are shown in
table E1 and figure E2. For these calculations, the con-
vection velocity ratiau/V was assumed as 0.6 (which is
appropriate for a free-shear layer) the lag fagtevas
wherem s the stage number for the periodic disturbance,taken as 0, and the velociyy was taken as the free-
andy is a factor for the lag between the interaction of the stream velocity in the test section.

vortex with the downstream edge and the emittance

of the associated acoustic feedback disturbance. Equa- The measured frequency results (lower at the low
tion (E1) can be rewritten as Reynolds numbers and higher at the high Reynolds num-

bers) are listed in table E1 and shown in figure E2 to
bracket the calculated values. The agreement is consid-
ered good enough to support the possibility that the mea-
sured frequency peaks are caused by free-shear layer
The denominator in equation (E2) can be recognized asedge tones, which are generated at the gap upstream of
the sum of the time required for the shed vortex to travelthe sidewall reentry flaps under certain flow conditions
the length of the gajh downstream at a convection and are detectable in the test section.

—h

_V _m-y

F= L Viu +M

(E1)

- m-y

~ (L/uy) +(L/c) (E2)
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Table E1. Free-Shear Layer Edge Tone Frequency Data

fLIV—
Gas type M R, ft™! V, fps G, fps T, °F |f, measured, Hz measured calculated
Air 0.695 6.0x 10° 764 1151 91.4 840 0.36 0.43
Nitrogen .695 6.0 777 1172 92.2 855 .36 43
Nitrogen 598 | 39.9 481 834 -174.0 890 .60 .45
Nitrogen .694 | 39.9 519 784 -206.2 860 .54 43
Nitrogen 742 | 39.8 538 764 -218.6 900 .54 A2
Nitrogen .793 39.8 558 747 -228.7 960 .56 41
Nitrogen .839 | 39.8 576 734 -236.2 (14103 (.807 (.82¢
Nitrogen .892 39.9 601 725 -241.4 960 52 .40
Nitrogen 992 | 40.1 644 710 -250.2 960 48 .39

8uantities in parentheses are possible second-stage frequencies.
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Figure E1. Gap profile between NTF test section sidewall and reentry flap. All dimensions are in inches.
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_ _ _ _ Modified Rossiter eq. (E4)
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Figure E2. Comparison of measurement-reduced frequencies with free-shear layer edge tone-reduced frequencies

calculated from the modified Rossiter equation.
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Figure 1. Sources of unsteadiness in transonic wind tunnels adapted from Mabey (1971).
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Figure 9. Locations of dynamic pressure transducers installed in NTF circuit.
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Figure 10. NTF model support strut center body with 2L@dBical fairing.
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Figure 14. NTF dynamic data acquisition system wiring block diagram.
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Figure 15. Longitudinal static pressure gradient for 1 count (0.0001) of buoyancy-induced drag coefficient.
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Figure 16. Longitudinal Mach number gradient for 1 count (0.0001) of buoyancy-induced drag coefficient.
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(a) pr =15 psi; ambient temperature; minimum Reynolds number boundary; air mode.
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Figure 24. Effect of fixing boundary layer transition on 1@éne.
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temperature; air and nitrogen modes.
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Figure 27. Power spectra of fluctuating pressure coefficient at test section RHS sidewall stMier01B.R = 6 x 10° ft1; ambient temper-
ature; air and nitrogen modes.
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Figure 37. Fluctuating pressure coefficient at test section RHS sidewall station 13. Nitrogen mode.
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Figure 38. Power spectra of fluctuating pressure coefficient at test section RHS sidewall stdtisn-230°F; maximumR boundary angh = 43.2 psi.
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Figure 40. Fluctuating pressure coefficient at test section RHS sidewall station 13. Air mode.
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Figure 59. Fluctuating pressure coefficient in settling chamber as function of test section Mach number in nitrogen mode.



O Power = 30 MW
O T; = —230°F
=43.2 psi
O bt p -
2 -
P
Osc
A -
| | | | | | |
0 10 20 30 40 50 60 70 x 106

R, f—1

Figure 60. Fluctuating pressure coefficient in settling chamber as function of test section Reynolds ndmti@Bat

I I I I I |
0 10 20 30 40 50 60

Fan drive power, MW

Figure 61. Effect of fan drive power on fluctuating pressure coefficient in settling chamnber.8; R = 40x 10° ft L.

167



.010 —

O Air
[ Nitrogen -
O
.008 [~
[
o jete
P
q
.004 —
.002 —
| | | | | |
0 2 4 .6 .8 1.0 1.2

M

Figure 62. Fluctuating pressure coefficient in high-speed diffuser as function of test section Mach Runtber.
10P ft™%; air and nitrogen modes; and ambient temperature.

168



o | ol

o | ol

.004 —

.002 —

O Air
[] Nitrogen

.002 —

(a) R=6x 100 ft L.

O Min. R boundary; air
[ Max. R boundary; nitrogen

1.2

(b) Minimum and maximum Reynolds number boundary.

Figure 63. Fluctuating pressure coefficient in plenum.

1.2

169



04T

1E-6

1E-8

1E-10

1E-12

1E-14

Hz
BPF 81
fg 99
o o 3
8 8% o 3 fp 193
Sty A n o™
o1 S 0~
So
S I A =
© o o o &)
o N R 3
© o
© (]
o (o)}
1 1 1 1 1 1 1 1 J
5 1.0
Frequency, kHz
(&) M=0.2.

Figure 64. Power spectra of fluctuating pressure coefficient in plenum. Minimum Reynolds number boundary; air mode.



TLT

2E-7
2E-8
(&)
q ) per Hz 2E-9
2E-10

2E-11

Figure 64. Continued.

1.0

Hz
BPF 121
3 fs 146
Jﬂ fp 194
o W
| o\ N~
ST
3 o
; 2
- ‘ NS
N08 E N 2 §
fv
I
<
o N
2 g g v
o o
S
1 1 1 1 1 1 1 J
5
Frequency, kHz
(b) M=0.3.



LT

2E-7

2E-8

2E-10

2E-11

Frequency, kHz
(c) M=0.4.

Figure 64. Continued.

Hz
BPE 162
, f¢ 193
_ fp 196
&
Sle
SR &
‘ N~ <
Y
i} g
N |
o
3
K
| | | | | | | ]
5

1.0



€LT

1E-7
1E-8
~\2
P
<E> perHz 1E-9

1E-10

1E-11

Hz
BPF 194
o
. 2 fs 241
ol f 216
<l p
‘_'H(\l
Seo N
I3 N
,\HH ‘ o~
g5 g q
o
I3
o
™
1 o
B
3
©
< o
N N
[T}
~
o~
1 1 1 1 1 1 ]
5

Frequency, kHz
(d) M=0.5.

Figure 64. Continued.

1.0



V.1

4E-8
3 8
q Hz
,g‘ m‘ BPF 227
8o o fs 288
AE.9 RS N fp 412
- . i
&
< —
< 2 52
~\2
p
<E> per Hz 4E-10 |-
10
N
4E-11 [~
AE-12 1 1 1 1 1 1 1
0 5
Frequency, kHz
(e) M=0.6.

Figure 64. Continued.



ST

4E-8
4E-9

~\ 2

P

<q> per Hz 4E-10

4E-11

4E-12

Figure 64. Continued.

1.0

Hz
o BPF 227
| o X fg 297
g8 S
~1 Py
O —
R 8
3 0
o “q
1 g gi
o
]
0
N
1 1 1 1 1 1 J
5
Frequency, kHz
(f) M=0.618.



9.7

4E-8

4E-9
E 2
<E> per Hz 4E-10

4E-11

4E-12

Figure 64. Concluded.

1.0

Hz
o = BPF 227
~ & o fg 308
° S Ik
88 3
-l o |
R
o
w , B
© —
N
Q
1 1 1 1 |
5
Frequency, kHz
() M=0.642.



LLT

1E-7 —

p 2 i ‘1‘ | I\
<a>peer 1E-9 — ' - B I

|
1E-11
200 225 250

Frequency, Hz

Figure 65. High frequency resolution power spectrum of fluctuating pressure coefficient in glérOr6; minimum Reynolds num-
ber boundary; air mode; and BPF = 227 Hz.



8.T

11—
Peak time = 0.0002246 sec
Ug(x) = 835 fps
- U _ 5 746
\Y
0 —
Cross
correlation
1 | | [ | | | | | | |
—.0025 0 .0025

Time, sec

Figure 66. Cross correlation of adjacent pressure transducer signals at test section RHS sidewall stdtio0.993;
R=6.1x 10 ft"L; nitrogen mode; ambient temperature; and transducer separation distance 2.25 in.



O Nitrogen
O Air
8-
us(x)
V . —
AL
2 I I | | l J
0 2 4 .6 .8 1.0 1.2

Figure 67. Convection velocity ratio at test section RHS sidewall statidh=18.x 1P ft™1; ambient temperature; air
and nitrogen modes.

1.0 —
O Slots open

O Slots covered
8
U o L

V
4 —
2 | | | | | |
0 2 4 6 .8 1.0 1.2

Figure 68. Convection velocity ratio at test section RHS sidewall station 13. Minimum Reynolds number boundary; air
mode; ambient temperature; and slots open and covered.

179



1.0 —
Cold wall <— | —> Hot wall
8 — g | n
O—T11+—
6 —
uc(x)
Vv
A4 -
2
0 I I I I I I I J
-4 -2 0 2 4 .6 8 1.0 1.2
Tw—Taw
Tt—Too

Figure 69. Effect of hot and cold walls on convection velocity ratio at test section sidewall statiba @3B; nitrogen
mode.

1.0 —
us(x)
c -
v .6
O Max. R boundary; nitrogen mode
O Min. R boundary; air mode
A <> Intermediate R; nitrogen mode; py = 43.2 psi
A p; =20 psi; Ty = =158°F; nitrogen mode
> | | | | | |
0 2 4 6 .8 1.0 1.2

Figure 70. Effect of Reynolds number on convection velocity ratio at test section sidewall station 13.

180






REPORT DOCUMENTATION PAGE

Form Approved
OMB No. 0704-0188

Public reporting burden for this collection of information is estimated to average 1 hour per response, including the time for reviewing instructions, searching existing data sources,
gathering and maintaining the data needed, and completing and reviewing the collection of information. Send comments regarding this burden estimate or any other aspect of this
collection of information, including suggestions for reducing this burden, to Washington Headquarters Services, Directorate for Information Operations and Reports, 1215 Jefferson
Davis Highway, Suite 1204, Arlington, VA 22202-4302, and to the Office of Management and Budget, Paperwork Reduction Project (0704-0188), Washington, DC 20503.

1. AGENCY USE ONLY (Leave blank) |2. REPORT DATE

March 1996

3. REPORT TYPE AND DATES COVERED
Technical Paper

4. TITLE AND SUBTITLE

Transonic Facility

Analysis of Fluctuating Static Pressure Measurements in the National

5. FUNDING NUMBERS

WU 505-59-54-01

6. AUTHOR(S)
William B. Igoe

7. PERFORMING ORGANIZATION NAME(S) AND ADDRESS(ES)

NASA Langley Research Center
Hampton, VA 23681-0001

8. PERFORMING ORGANIZATION
REPORT NUMBER

L-17371

9. SPONSORING/MONITORING AGENCY NAME(S) AND ADDRESS(ES)

National Aeronautics and Space Administration
Washington, DC 20546-0001

10. SPONSORING/MONITORING
AGENCY REPORT NUMBER

NASA TP-3475

11. SUPPLEMENTARY NOTES

12a. DISTRIBUTION/AVAILABILITY STATEMENT

Unclassified—Unlimited
Subject Category 09
Availability: NASA CASI (301) 621-0390

12b. DISTRIBUTION CODE

13. ABSTRACT (Maximum 200 words)

Dynamic measurements of fluctuating static pressure levels were taken with flush-mounted, high-ffequency
response pressure transducers at 11 locations in the circuit of the National Transonic Facility (NTF) gcross the
complete operating range of this wind tunnel. Measurements were taken at test-section Mach numberg from 0.1
to 1.2, at pressures from 1 to 8.6 atm, and at temperatures from ambi2b@te, which resulted in dynamic flqw
disturbance measurements at the highest Reynolds numbers available in a transonic ground test facility.|Tests were
also made by independent variation of the Mach number, the Reynolds number, or the fan drive power|while the

other two parameters were held constant, which for the first time resulted in a distinct separation of the|effects of

these three important parameters.
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